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Preface 

The  Advisory  Committee  on  X-ray  and  Radium  Protec¬ 
tion  was  fonuM  in  1929  upon  the  recommendation  of  the 
Intemational  Commission  on  Radiological  Protection,  under 
the  sponsoi^p  of  the  National  Bureau  of  Standards,  and 
with  the  cooperation  of  the  leading  radiological  organizations. 
The  small  committee  functioned  effective^  until  the  advent 
of  atomic  enei^,  which  introduced  a  large  number  of  new 
and  serious  pr^lems  in  the  field  of  radiation  protection. 

At  a  meeting  of  this  comittee  in  December  1946,  the 
representatives  of  the  various  participating  organizations 
agree  that  the  problems  in  radiation  protection  had  become 
so  manifold  that  the  committee  should  enlarge  its  scope  and 
membership  and  should  appropriately  change  its  title  to  be 
more  inclusive.  Accordingly  at  that  tim«  the  name  of  the 
committee  was  changed  to  the  National  Committee  on 
Radiation  Protection.  At  the  same  time,  the  number  of 
participating  organizations  was  increased  and  the  total 
membership  considerably  enlai^ed.  In  order  to  distribute 
the  work  load,  nine  working  subcommittees  have  been 
established,  as  listed  below.  Each  of  these  subcommittees 
is  charged  with  the  responsibility  of  preparing  recommendar 
tions  in  its  particular  fidd.  The  reports  of  the  subcommittees 
are  approved  by  the  main  committee  before  publication. 

The  following  parent  organizations  and  individuals  com¬ 
prise  the  main  committee: 

American  College  of  Radiology:  R.  H.  Chamberlain  and  G.  C.  Henny. 
American  Medical  Association:  P.  C.  Hodges. 

American  Radium  Society:  E.  H.  Quimby  and  T.  P.  Eberhard. 
American  Roentgen  Ray  Society:  R.  R.  Newell  and  J.  L.  Weatherwax. 
National  Bureau  of  Standards:  L.  S.  Taylor,  Chairman,  and  M.  S. 
Norloff,  Secretary. 

National  Electrical  Manufacturers  Association:  E.  D.  Trout. 
Radiological  Society  of  North  America:  G.  Failla  and  R.  S.  Stone. 

U.  S.  Air  Force:  S.  E.  Lifton,  Mai. 

U.  S.  Army:  J.  P.  Cooney,  Brig.  Gen. 

U.  S.  Atomic  Ener^  Commission:  K.  Z.  Morgan  and  J.  C.  Bugher. 

U.  S.  Navy:  C.  F.  Behrens,  Rear  Adm. 

U.  S.  Public  Health  Service:  H.  L.  Andrews  and  E.  G.  Williams. 
Representatives-at-laige:  Shields  Warren  and  H.  B.  Williams. 

The  following  axe  the  subcommittees  and  their  chairmen : 

Subcommittee  1.  Permissible  Dose  from  External  Sources,  G.  Failla. 
Subcommittee  2.  Permissible  Internal  Dose,  K.  Z.  Monan. 
Subcommittee  3.  X-rays  up  to  Two  Million  Volts,  H.  0.  Wyckoff. 
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Subcommittee  4.  Heavy  Particles  (Neutrons,  Protons,  and  Heavier) . 
D.  Cowle. 

Subcommittee  5.  Electrons,'  Gamma  Rays,  and  X-rays  Above  Two 
Million  Volts,  H.  W.  Koch. 

Subcommittee  6.  Handling '  of  Radioactive  Isotopes  and  Fission 
Products,  H.  M.  Parker. 

Subcommittee  7.  Monitoring  Methods  and  Instruments,  H.  L. 
Andrews. 

Subcommittee  8.  Waste  Disposal  and  Decontamination,  J.  H.  Jensen. 
Subcommittee  9.  Protection  Against  Radiations  from  R^um,  Cobalt- 
60,  and  C^um-137  Encapsulated  Sources,  C.  B. 
Braestrup. 

With  the  increasing  use  of  radioactive  isotopes  by  industry, 
the  medical  profession,  and  research  laboratories,  it  is  es¬ 
sential  that  certain  minimal  precautions  be  taken  to  protect 
the  user  and  the  public.  The  recommendations  contained 
in  this  Handbook  represent  what  is  believed  to  be  the  best 
available  opinions  on  the  subject  as  of  this  date.  As  our 
experience  with  radioisotopes  broadens,  we  shall  undoubtedly 
be  able  to  improve  and  strengthen  the  recommendations 
given  in  this  report.  In  the  meantime  comments  and 
su^^tions  will  be  welcomed  by  the  committee. 

This  Handbook  was  prepared  by  the  Subcommittee  on 
Protection  Against  Radiations  from  Radium,  Cobalt-60, 
and  Ceaium-137  Encapsulated  Soiu'ces.  Its  membership  is 
as  follows: 

C.  B.  Bbaestrup,  Cihairman.  G.  Feblazzo. 

H.  Blatz.  E.  H.  Quimbt. 

M.  Bbocer.  E.  L.  Saenger. 

T.  I.  Davenport.  H.  O.  Wtckoff. 

T.  P.  Ebebhard. 

A.  V.  Astin,  Director. 
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Protection  Against  Radiations  from 
Radium,  Gobalt-60,  and  Cesium- 137 

1.  Definitions 

Terms  in  this  report  wOl  be  used  in  accordance  with  the 
following  brief  defimtions:  ‘ 

Shall  denotes  that  the  ensuing  recommendation  is  neces¬ 
sary  or  essential  to  meet  the  currently  accepted  standards 
of  protection. 

Shotdd  indicates  advisory  recommendations  that  are  to 
be  applied  when  practicable. 

Aetioity.  See  radioactivUy. 

Alpha  rays,  or  particles.  Particles  emitted  during  radio¬ 
active  disint^ation,  having  a  mass  number  4  and  atomic 
munber  2.  They  are  thus  identical  with  nuclei  of  ordinary 
helium  ato^. 

Attenuation.  A  decrease  in  dose  rate  in  passing  through 
a  material. 

Background  radiation.  Radiation  arising  from  radio¬ 
active  material  other  than  the  one  directly  under  considera¬ 
tion.  Bac^;round  radiation  due  to  cosmic  rays  and  natural 
radioactivity  is  alwaj^  present.  There  may  also  be  back¬ 
ground  radiation  due  to  the  presence  of  radioactive  substance 
m  other  parts  of  the  buildiiig,  in  the  building  material  itself, 
etc. 

Beta  particles  (betara^p).  Electrons,  positive  or  negative, 
emitted  during  radioactive  disintegration. 

CojUaminahon  (radioactive).  Deposition  of  radioactive 
material  in  any  place  where  it  is  not  desired,  and  particulariy 
in  anv  place  where  its  presence  can  be  harmful.  The  harm 
may  be  in  vitiating  the  validity  of  an  experiment  or  a  pro- 
cemire^  or  in  actuuly  being  a  source  of  danger  to  permns. 

Ounage.  The  number  of  curies  (kilocuries,  millicuries, 
microcuries). 


■  For  more  oritical  m»  “Qhanry  ol  Ttnns  in  Nneiaar  Sdenm  and  Tedi- 

nolocy,”  National  Hesearob  Cotmdl  (FabUshed  by  Tbe  Amtirican  Society  of  Meebanical 
Enj^m, »  Weat  3<tb  Street,  New  York  W,  N.  Y.). 
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Curie  (c).  A  unit  of  radioactivity  defined  as  the  quantity 
of  any  radioactive  nuclide  in  which  the  number  of  disinte¬ 
grations  per  second  is  3.700X10'® 

Daily.  During  each  24-hr  period. 

Danger  range.  Distance  from  a  source  of  radioactive 
material  at  which  thejanuna  radiation  is  6.25  mr/hr  (0.00625 
r/hr).  _ 

See  definition  of  ly.  (6.25  mr/hr  corresponds  to  300  mr  for  a 
48-hr  week.) 

Danger  range,  specific.  Danger  range  in  centimeters  tor 
an  im^elded  point  soiu-ce  of  1  me  of  a  given  radioactive 
substance. 

Decay,  radioactive.  Spontaneous  change  of  a  nucleus 
with  emission  of  a  particle  or  a  photon;  rate  of  decay  is 
usually  expressed  in  terms  of  half  life. 

Dose.  The  quantity  of  radiation  delivered  to  a  specified 
mass  or  volume.  Dose  imits  are :  the  roentgen  (r)  for  gamma 
rays,  the  rad  for  gamma  and  beta  ra^.  In  radiology  the 
dose  may  be  speemed  in  air,  on  the  skin,  or  at  some  depth 
beneath  its  surface;  no  statement  of  dose  is  complete  with¬ 
out  specification  of  location  at  which  the  dose  is  considered. 
Unless  otherwise  specified,  in  this  Handbook  dose  refers  to 
the  dose  in  air,  measured  without  backscatter. 

Dose  rate.  Dose  per  unit  time. 

Dose-rate  meter.  Instrument  for  measuring  dose  rate. 

Dosimeter.  Instrument  for  measuring  totm  dose. 

Exposure.  See  dose  (measured  in  air,  without  back¬ 
scatter). 

Film  badge.  An  appropriately  packaged  photographic 
film  for  detecting  radiation  received  by  persons.  It  is 
usually  dental-film  size,  and  worn  or  carried  on  the  person. 

Oamma  rays.  Electromagnetic  radiation  of  short  wave- 
len^h  and  correspondingly  mgh  frequency,  emitted  by  nuclei 
in  Mie  course  of  radioactive  decay. 

Geometry.  Relative  arrangement  of  source  and  measuring 
system. 

Half  life,  radioactive.  Time  for  the  activity  of  any  par¬ 
ticular  r^ioisotope  to  be  reduced  to  half  its  initial  vmue. 

Half -value  layer  (HVL).  Thickness  of  an  absorber  re- 

Juired  to  reduce  a  beam  of  radiation  to  one-half  its  incident 
ose  rate. 

Hazard,  radiation.  See  radiation  hazard. 

ly.  Roentgens  per  miUicurie-hour  at  1  cm  from  an  un- 


2 


shielded  point  source  of  any  particular  gamma-emitting 
radioisotope. 

Isotope.  One  of  several  different  atoms  of  a  particular 
element,  having  the  same  number  of  protons  in  their  nuclei, 
and  hence  having  the  same  atomic  number,  but  differing  in 
the  number  of  neutrons  and  hence  in  the  mast,  number. 

Lead  equivalent.  Thickness  of  lead  affording  the  same 
reduction  in  dose  rate  as  the  material  in  question,  under 
specified  conditions. 

Leak(^e  radiation.  See  radiation. 

Maximum  permissible  dose  (MPD) .  Dose  of  ionizing  radi¬ 
ation  that,  in  the  light  of  present  knowledge,  is  not  expected 
to  cause  detectable  bodily  injury  to  a  person  at  any  time 
dwii^  his  lifetime. 

Microeurie  (nc).  One-millionth  of  a  curie  (3.700  X10‘ 
disintegrations  per  second). 

Millicurie  (me).  One-thousandth  of  a  curie  (3.700X10^ 
disintegrations  per  second). 

MUhon  electron  volts  (Mev).  Eneigy  equal  to  that  ac¬ 
quired  by  a  particle  with  one  electronic  charge  in  passing 
throi^h  a  potential  difference  of  one  million  volts  (one  Mv). 

Mmiraa  (mrad).  One-thousandth  of  a  rad  (0.001  rad). 

MiUiroentgen  (mr).  One-thousandth  of  a  roentgen 
(0.001  r). 

Monitoring.  Periodic  or  continuous  determination  of  the 
dose  rate  in  an  occupied  region  or  of  the  dose  received  by  a 
person. 

Occupied  space.  Space  that  may  be  occupied  by  persons, 
or  radiation-sensitive  materials  and  devices,  during  the  time 
that  radioactive  materials  are  in  the  vicinity. 

Pocket  chamber.  A  pocket-sized  condenser  ionization 
chamber  used  for  monitoring  radiation  dose  received  by 
persons.  An  auxiliary  charging  and  reading  device  is  usually 
necessary. 

Pocket  dosimeter.  A  pocket-sized  ionization  instrument 
by  means  of  which  quantity  of  radiation  is  directly  indicated. 
It  is  used  for  monitoring  radiation  dose  received  by  persons. 
An  auxiliary  chargi^  device  is  usually  necessary. 

Protection.  Provisions  designed  to  reduce  er^osure  of 
persons  to  radiation.  For  external  radiation,  this  consists 
in  the  use  of  protective  barriers  of  radiation-absorbing  mate¬ 
rial,  in  insuring  adequate  distances  from  the  r^ation 
sources,  in  reducing  exposure  time,  or  in  combinations  of 
these.  For  internal  sources,  it  involves  measures  to  restrict 
inhalation,  ingestion,  or  other  modes  of  entry  of  radioactive 
materials  into  the  body.  (See  sections  2.2  and  9.) 

Protection  survey.  Evaluation  of  the  radiation  hazards 
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incidental  to  the  production,  use,  or  presence  of  radioactive 
materials  or  other  sources  of  radiation  under  a  specific  set 
of  conditions.  Such  evaluation  customarily  includes  a  phys¬ 
ical  survey  of  the  disposition  of  materials  and  equipment  and 
measurements  of  file  dose  rates  of  radiation  that  may  be 
involved.  (See  section  7.) 

Proteetiee  harrier.  Bmrier  of  radiation-absorbing  material, 
such  as  lead,  concrete,  etc.,  used  to  reduce  radiation  hazards. 
(See  section  2.3.)  Primary  protective  harriet.  Barrier 
8ufi5.cient  to  reduce  the  useful  beam  to  the  maximum  per¬ 
missible  weekly  dose.  Secondary  protective  harrier.  Barrier 
sufficient  to  i^uce  the  stray  radiation  to  the  maximum 
permissible  weeUy  dose. 

Qudified  expert.  A  person  having  the  knowledge  and 
trami^  needed  to  measure  radiations  and  to  advise  regarding 
radiation  hazards. 

Rad.  The  unit  of  absorbed  dose,  which  is  100  ergs/g. 
The  rad  is  a  measure  of  the  energy  imparted  to  matter  by 
ionizing  particles  per  unit  mass  of  irradiated  material  at 
the  place  of  interest.  It  is  a  unit  that  was  recommended  and 
adopted  by  the  International  Commission  on  Radiological 
Units  at  tne  Seventh  International  Congress  of  Radiology, 
Copenhagen,  July  1953. 

Radiation.  Energy  propagated  through  space.  As  com¬ 
monly  employed  in  radiol^y,  the  term  refers  to  two  kinds  of 
ionizing  radiation:  (1)  Mectromagnetic  waves  (X-rays, 
gammarrays),  and  (2)  corpuscular  emissions  from  radio¬ 
active  suMtances  or  other  sources  (alpha  and  beta  particles, 
etc.).  Primary  radiation.  Radiation  coming  directly  from 
the  source,  including  usejvl  beam  (that  part  of  the  primary 
radiation  mat  passes  through  the  aperture  or  collimator  of 
the  radiation  source  enclosure)  and  Udkage  (direct)  radiation 
(all  radiation  coming  from  the  source,  except  the  useful 
beam).  Scattered  radiation.  Radiation  that,  during  passage 
through  material,  has  been  deviated  in  direction  and  usuaUy 
has  also  had  its  energy  diniinished.  Secondary  radiation. 
Radiation  emitted  by  any  irradiated  material.  Stray 
radiation.  Radiation  not  servii^  any  useful  purpose; 
includes  leakage  and  scattered  radiation. 

Radioactwity.  Disinte|;ration  of  unstable  atomic  nuclei 
by  the  emission  of  radiation,  with  a  definite  half-life. 

Radioisotope.  A  radioactive  isotope. 

Radiation  hazard.  Any  possible  condition  that  might 
result  in  exposure  of  persons  to  radiation  in  excess  of  the 
maximum  permissible  dose.  (See  section  2.2.) 

Radiation  svrvey.  See  protection  swrvey. 

Radiological  sajety  officer.  Person  responsible  for  radio- 
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logical  safety  in  connection  with  use,  handling,  and  storage 
of  radioactive  materials.  It  is  his  duty  to  make  certain 
that  all  procedures  are  carried  out  in  compliance  with 
established  rules,  including  regulations  contained  in  this 
Handbook. 

Rhm.  Roentgens  per  hour  at  one  meter. 

Roentgen  (r).  The  quantity  of  X-  or  gamma  radiation 
such  that  the  associated  corpuscular  emission  per  0.001293  g 
of  air  produces,  in  air,  ions  carrying  1  esu  of  quantity  of 
electricity  of  either  sign. 

Rep  (roentgen  ^uivalent  ph^cal).  The  quantity  of 
any  ionizing  r^iation  such  that  we  ener^  imparted  to  soft 
tissue  by  the  ionizing  particles  is  93  ergB/g.  (Superseded  by 
rad.) 

Source.  Discrete  encapsulated  amount  of  radioactive 
material. 

Source  housing.  Enclosure  of  radiation-absorbing  mar 
terial,  used  in  teletherapy  equipment  to  reduce  leakage 
radiation  to  the  specified  level. 

Survey  meter.  Any  instrument  for  making  a  protection 
survey. 

Teletherapy.  Therapeutic  irradiation  with  collimated 
gamma  rays. 

Useful  beam.  See  radiation. 

2.  General  Gonsidmitions 

2.1.  Scope 

The  increased  applications  of  radium  sources  and  the 
change  in  the  maximum  permissible  dose  have  made  neces¬ 
sary  a  revision  of  the  radium  protection  code  of  the  National 
Committee  on  Radiation  Protection,  National  Bureau  of 
Standards  Handbook  23.  Furthermore,  the  nuclear  re¬ 
actor  has  produced  other  high-energy,  relatively  long-Jived, 
gtmmia  emitters  that  are  being  usra  or  may  be  used  for 
similar  applications.  At  the  same  time,  radon  plants  have 
become  rare. 

The  enlarged  scope  of  the  present  Handbook  thus  deals 
with  protection  agamst  radium,  cobalt-60,  and  cesium-137. 
However,  the  general  principles  outlined  for  these  sources 
will  also  be  applicable  to  other  gamma  emitters  as  they 
become  available  and  attenuation  data  are  obtained  for  tliem. 
No  specific  references  are  made  to  industrial  applications, 
since  these  are  to  be  treated  in  a  separate  code:  howeve^  the 
basic  principles  and  the  attenuation  data  of  tnis  Handbook 
are  applicable  to  both  medical  and  industrial  usee, 
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2.2.  Hazards 


2.21.  Hazards  to  be  considered  in  the  use  and  storage  of 
radium  and  other  radioactive  substances  ma^  be  classified  as: 

(a)  Those  harmful  to  human  beings  (either  engaged  in 
work  with  the  radioactive  substance  or  simply  staying 
near  it). 

(1)  Radiation  originating  outside  the  body. 

(2)  Radiation  originating  inside  the  body. 

(b)  Those  that  interfere  with  functioning  of  equipment, 
or  damage  to  material  sensitive  to  radiation  (photographic 
films). 

(1)  Contamination. 

(2)  Increase  of  background. 

2.22.  Injury  to  human  beings  may  result  from  over¬ 
exposure  to  beta  and  gamma  rays  from  external  radiation 
sources,  from  radioactive  contamination  of  the  skin  by 
spilled  material,  or  from  accidental  ingestion  or  inhalation  of 
these  substances. 

Overexposure  may  occur  cither  from  working  with  radio¬ 
active  materials  under  unsuitable  conditions,  or  from  habitual 
occupation  of  a  position  too  close  to  the  material  in  in¬ 
adequately  shielded  storage.  In  the  former  case,  the  injury  is 
likely  to  be  local  on  the  fingers  and  hands;  in  the  latter  it 
will  probably  be  systemic. 

Habitual  or  long-continued  overexposure  to  the  hands 
may  result  in  dry  reddened  skin,  which  cracks  easily  and  is 
very  sensitive  to  heat  and  cold.  The  nails  become  brittle, 
keratoses  form  near  them,  small  cracks  may  ulcerate.  These 
ulcers,  or  any  other  sores,  heal  slowly.  Cancer  may  de¬ 
velop  in  the  keratoses  or  ulcers.  (Of  course,  all  exposure  to 
radiation  should  be  stopped  long  before  this  stage  is  reached.) 
Overexposure  of  the  entire  bodv  may  lead  to  depression  of 
bone  marrow  activity  or  leuxemia.  The  occurrence  of 
permanent  sterility  is  extremely  unlikely. 

Contamination  of  the  skin  by  intimate  contact  with  radio¬ 
active  material  may  produce  a  local  reaction  sufficiently  in¬ 
tense  to  result  in  erythema  and  desquamation.  The  local 
effect  would  be  due  mainly  to  beta  radiation,  and  healing 
would  be  expected  to  occur  without  sequelae  if  prompt 
measures  were  taken  to  remove  as  much  of  the  material  as 
possible.  However,  repeated  contamination  of  this  type 
might  well  lead  to  irreversible  dam^e. 

Ingestion,  inhalation,  or  absorption  of  the  material  gives 
rise  first  to  whole-body  irradiation;  followed  by  prolonged 
local  irradiation  if  a  long-lived  substance  is  deposited  in  a 
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particular  region,  as  in  the  bones.  Radium,  mesothorium, 
and  possibly  other  alpha-particle  emitters  are  most  dan¬ 
gerous,  because  of  the  very  intense  local  irradiation  to  their 
preferential  sites  of  deposit,  as  for  example  to  bone  or  lung. 
Some  isotopes  that  are  not  alpha-emitters  are  also  “bone- 
seekers,”  and  not  well  eliminated.  The  result  is  that  even  a 
small  quantity  of  these  materiids,  retained  in  the  body,  may 
lead  to  depression  of  bone  marrow  activity,  and  to  serious  bone 
lesions.  Other  isotopes  are  much  more  readily  eliminated 
and  do  not  constitute  so  great  a  hazard.  Inhalation  of  radon 
from  damaged  radium  containers  may  result  in  the  deposit 
within  the  body  of  the  decay  products  of  the  radon. 

Permissible  external  radiation  levels  for  long-term  occ«- 
pational  exposure  and  for  occasional  exposure  are  discussed 
in  detail  in  the  report  of  the  Subcommittee  on  Permissible 
Dose  from  External  Sources.  This  report  will  be  pubUshed 
as  National  Bureau  of  Standards  Handbook  59. 

For  the  limited  scope  of  the  present  Handbook,  the  fol¬ 
lowing  rules  based  on  the  aforementioned  report  are 
applicable : 

(a)  For  adults  under  45  years  of  age,  whose  entire  body, 
or  major  portion  thereof,  is  exposed  solely  to  X-  or  gamma 
rays  from  external  sources  for  an  indefinite  period  of  years; 
the  maximum  permissible  total  weekly  dose  shall  be  300  mr 
measured  in  air  at  the  point  of  highest  weekly  dose  in  the 
region  occupied  by  the  person.  For  persons  45  years  of 
age  or  older,  similarly  exposed,  the  corresponding  maximum 
permissible  total  weekly  dose  shall  be  double  the  above 
stated  value. 

(b)  For  adults  of  any  age  whose  hands  and  forearms  (or 
feet  and  ankles)  are  exposed  solely  to  X-  or  gamma  raTO 
from  external  sources,  for  an  indefinite  period  of  years,  the 
maximum  permissible  weekly  dose  to  these  regions  shall  be 
1,500  mr  in  the  skin. 

(c)  For  adults  of  any  age  whosp  entire  body,  or  major 
portion  thereof,  is  exposed  to  ionizing  radiation  of  a  very 
low  penetrating  power  (half-value  layer  of  less  than  1  mm  of 
soft  tissue)  from  external  sources  for  an  indefinite  period  of 
years;  the  maximum  permissible  total  weekly  dose  in  the 
skin  shall  be  1,500  mrem,  provided  that  the  total  weekly 
dose  in  the  lenses  of  the  eyes  does  not  exceed  300  mrem.* 

(d)  It  is  reconunended  that  in  cases  in  which  minors  may 
be  exposed  nonoccupationally  to  radiation  in  the  course  of 
their  normd  activities,  protective  measures  be  taken  to 


*  Number  of  mOllrems  Is  equal  to  number  of  mlUlrads  mnltiplled  by  the  relative  biological 
effectiveness.  BBE  is  equal  to  20  for  alpha  rays  and  I  for  X-rays,  gamma  rays,  and  electrons. 
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make  sure  that  no  minor  receives  more  than  1.5  r/year. 
Allowances  may  be  made  for  the  portion  of  ^e  time  during 
the  week  that  the  minors  in  question  are  not  in  the  radiation 
field,  and  averaging  of  the  weekly  dose  over  a  period  of  1 
year  is  permissible. 

Note:  Because  the  en>08ure  of  minors  may  be  averaged  over  a 
whole  jear,  ^e  methods  of  computation  outlined  in  this  Band* 
book  sw  be  adequate  for  their  protection  in  most  cases,  ezc^t 
p^bly  where  sources  are  kept  in  residential  buildings. 

Permissible  internal  radiation  levels  are  discussed  in 
Nation^  Bureau  of  Standards  Handbook  52  [15]  ’  of  the 
Subcommittee  dealing  with  this  subject.  The  maximum 
permissible  amounts  in  the  body  of  the  elements  considered 
m  the  present  Handbook  are:  raidium,  0.1  mc;  cobalt-60,  3/<c; 
cesium-137,  90  pc. 

2.23.  Permissible  dose  shall  apply  to  the  total  dose  to 
which  a  person  is  exposed  throughout  the  week.  This  is 
an  important  consideration  in  cases  of  simultaneous  and 
separate  exposures  to  more  than  one  source  of  ionizing 
raimation. 

2.24.  The  presence  of  undesired  radiation  may  interfere 
with  functioning  of  eq^uipment.  If  radiation  reawes  X-ray 
or  photographic  films,  it  m^  render  them  partially  or  totally 
usdess.  In  the  vicinity  of  ionization  chambers  and  geiger 
counters  it  may  raise  me  background  to  such  a  ]^h  level 
that  satisfactory  operation  is  impossible.  Contamination  of 
these  instruments  by  spilled  radioactive  material  may  render 
them  permanently  useless. 

2.3.  Basic  Principles  of  Radiation  Protection 

2.31.  The  ultimate  purpose  of  all  radiation-protection 
measures  is  to  maintain  the  dose  received  by  persons  at  no 
more  than  the  applicable  maximum  permissible  levels,  and 
to  prevent  damage  or  impairment  of  function  of  radiation- 
sensitive  films,  other  objects,  and  instruments.  The  dose 
received  by  persons  may  be  reduced  by  any  one,  or  a  com¬ 
bination,  of  the  following  factors:  (a)  increasing  fke  working 
distance  from  the  source  of  radiation,  (b)  reducing  the  time 
of  exposure,  and  (c)  interposing  attenuating  (protective) 
barriers  between  the  source  of  radiation  and  persons.  The 
first  of  the  fundamental  factors,  the  distance,  includes  the 
inverse  square  law  *  and  to  a  lesser  extent  the  reduction  due 


>  Figaia  In  bndwta  indlcBte  tin  UtecBtore  references  listed  in  section  10. 

*  The  statement  that  tbe  dose  rate  tom  a  source  rerles  as  tbe  tnverse  sqnare  of  the  distance 
tom  tbs  sonroe  aesomes  that  tin  abeorpUmi  of  the  interrening  medium  is  ne^lgible  and  that 
the  eonroe  dimenskme  ate  small  (for  ptwtlcal  pnrpoBee,  one-fifth  the  distance). 
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to  the  air  absorption.  The  air  absorption  is  small  for  gamma 
radiations  considered  here  but  is  very  large  for  particulate 
radiation  (see  table  1  in  appendix  C). 

2.32.  Table  1  in  appendix  C  shows  the  types  and  energies 
of  radiations  emitted  by  tbe  sources  consider^  in  this  Hand¬ 
book  together  with  the  ranges  of  tiie  particulate  radiations. 
Because  of  the  short  ranges  of  alpha  particles,  no  protection 
is  required  against  them  when  the  source  remains  intact.* 
While  beta  particles  have  considerably  longer  paths  in  air 
than  alpha  particles,  they  are  easilv  stopped  by  tmn  layers  of 
metal  or  plastic.*  Usually  such  a  layer  is  incorporated  in  the 
capsule  sealing  the  source.  Protection  against  gamma  rays, 
because  of  their  much  greater  penetration,  requires  more 
detailed  consideration  and  the  barriers  required  are  much  more 
expensive. 

2.33.  The  computation  of  the  gamma  shielding  require¬ 
ments  may  be  simplified  by  considering  separately:  w  the 
useful  beam,  (b)  the  radiation  transmitted  throu^  the 
source  shield  Genkage  radiation),  and  (c)  the  scattered 
radiation. 

2.34.  Usefvl  beam.  The  primary-protective-barrier  thick¬ 
ness  may  be  obtained  from  figmes  5,  6,  and  7  if  the  permis¬ 
sible  transmission  of  radiation  is  known. 

The  permissible  transmission,  B,  may  be  calculated  from 


0.3Z>* 

WT* 


(1) 


where  0.3  is  the  maximum  permissible  weekly  exposure  in 
roentgens;  D  is  distance  from  source  to  position  in  question 
in  meters;  W  is  total  weekly  exposure  in  the  useful  beam  at 
1  m  from  the  source  (obtained  oy  multiplyii^  the  roentgens 
per  minute  at  1  m  by  the  weeUy  irradiation  time  in  minutes) ; 
and  T  is  occupancy  factor,  the  fraction  of  weekly  irradiation 
time  during  which  a  person  is  exposed  (see  table  2). 

2.35  Lepage  radiation.  Equation  (1)  may  be  used  to 
compute  the  barrier  requirements  for  this  ramation,  where 
W  is  the  leakage  radiation  in  roentgens  per  week  measured 
at  1  m  from  the  source. 

2.36.  Scattered  radiation.  Radiation  scattered  from  an 
irradiated  object  has  a  lower  dose  rate  and  is  softer  (of  lower 
energy)  than  the  incident  beam.  Both  the  eneigy  and  dose 
rate  of  the  scattered  beam  vary  with  the  angle  oi  scattering. 

*  See  eectfcm  2.22,  for  pennkeiUe  eoncentrstion  in  body. 

*  Some  materials  sncn  aa  certain  type!  of  glaas  end  idMUe  detcrionte  under  tbe  Mtkn  of 
partiealate  ndintlon. 
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However,  for  moderate  sized  fields  and  scattering  angles 
greater  than  90  deg,  it  has  been  shown  [1]  that  the  dose  rate 
of  the  scattered  radiation  (measured  at  1  m  from  the  scat- 
terer)  is  lees  than  0.1  percent  of  the  weekly  exposure  at  1  m 
from  the  source  for  most  practical  cases.  The  barrier  re¬ 
quired  for  90-deg-scattered  radiation  may  be  obtained  from 
figures  8  and  9  if  ^e  permissible  transmission  of  radiation 
by  the  barrier  is  known.  The  permissible  transmission,  B„ 
may  be  calculated  from 


0.3S*  _  300S* 

0.001  Wt  WT  ’ 


(2) 


where  0.3  is  the  maximum  permissible  weekly  exposure  in 
roentgens;  S  is  distance  from  scatterer  to  position  in  question 
in  meters;  W  is  total  weekly  exposure  in  the  useful  beam  at 
1  m  from  the  source  (obtained  %  multiplyii^  the  roentgens 
per  minute  at  1  m  by  the  weekly  irradiation  time  in  minutes) ; 
and  T  is  occupancy  factor,  the  fraction  of  weekly  irradiation 
time  during  which  a  person  is  exposed  (see  table  2). 

2.37.  Secondary  protective  harriers.  The  rules  given  above 
for  scattered  radiation  and  for  leakage  radiation  may  be  used 
to  compute  the  secondary-protective-barrier  thic^ess  for 
each  of  the  two  separate  effects.  If  the  barrier  thicknesses 
so  computed  separately  are  nearly  equal  (that  is,  differ  by 
less  than  3  HVL),  then  1  HVL  should  be  added  to  the  larger 
single-barrier  thickness  to  obtain  the  required  total.'  But 
if  one  of  the  thicknesses  is  more  than  3  HVL  greater  than 
the  other,  the  thicker  one  alone  is  adequate.^ 

2.38.  Shielding.  If  the  shielding  is  adequate  for  the  useful 
radiation  it  is  also  sufficient  for  leakage  and  scattered  radia¬ 
tion.  It  should  be  determined,  however,  that  radiation 
scattered  around  the  end  of  the  primary  protective  barrier 
does  not  cause  a  radiation  hazard. 

For  reasons  of  economy,  barriers  should  be  placed  as  near 
to  the  source  as  possible.  The  barrier  thickness  is  not 
reduced  by  this  procedure  but  the  area  and  therefore  the 
volume  are  reduced;  the  barrier  weight  is  approximately 
proportional  to  the  square  of  the  distance  between  the 
source  and  barrier. 

Concrete,  marble,  and  similar  materials  gene  'ally  provide 

'  Escb  of  tbe  two  efleots  thus  produce  b  permissible  dose.  Together  they  iHOduoe  twice 
the  ^ra^ibie  dose.  This  rsdistlou  can  be  reduced  to  tbe  perm&ible  levei  by  the  addition 

i  The  largCT  thickness  wiil  permit  transmission  of  tbe  permissible  level  from  one  effect, 
plus  not  more  than  one.eiAtb  (3  HVL)  of  tbe  permissible  level  bom  tbe  other  effect.  This 
onecigbtb  excess  is  negUglDle  in  view  of  other  conservative  approximations  that  are  involved. 
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the  most  economical  barrier  but  lead  may  be  required  where 
the  space  is  limited  or  where  it  is  desirable  to  reduce  the 
weight. 

Ail  openings  in  barriers  such  as  for  doors,  windows,  pipes, 
etc.,  shall  be  provided  with  at  least  the  radiation  protection 
required  for  the  surrounding  barrier. 

Joints  between  the  same  or  different  kinds  of  protective 
material  shall  be  so  constructed  as  to  provide  the  same 
protection  as  that  required  of  the  adjacent  material. 

3.  Equipment  and  Facilities  for  Handling, 
Stonge,  and  Transportation 

The  equipment  and  facilities  discussed  in  this  section  refer 
only  to  sources  of  intermediate  curiage.  Microcurie  and 
kilocurie  sources  are  excluded. 

3.1.  Handling  Equipment 

Radiation  hazards  can  be  significantly  reduced  by  the 
proper  use  of  suitable  facilities.  These  facilities  shall  be 
designed  to  permit  the  necessary  operations  to  be  carried 
out  at  considerable  distance  from  the  source,  expeditiously, 
and,  whenever  advantageous  and  practicable,  behind  pro¬ 
tective  barriers;  distance,  time,  and  shielding  being  properly 
adjusted  with  respect  to  the  influence  of  one  upon  the  othere. 
The  effects  of  distance,  time,  and  barriers  are  discussed  in 
section  2. 

Sources  should  never  be  touched  with  the  hands.  There 
should  always  be  some  distance  between  sources  and  the 
operator.  In  hospitals  and  laboratories  where  sources  are 
employed,  suitable  facilities  shall  be  provided  to  insure  safe 
handling 

3.11.  Forceps.  Forceps  for  handling  sources  or  applicators 
incorporating  sources  should  have  the  following  general 
characteristics : 

(a)  They  should  be  as  long  as  practicable  and  should  grip 
the  source  or  applicator  firmly  with  a  minimum  of  force 
exerted  by  the  fingers. 

(b)  Spring-operated  self-clamping  forceps  are  desirable 
where  practicable. 

(c)  The  jaws  should  be  notched,  grooved,  or  otherwise 
formed  to  fit  the  applicators  to  be  handled. 

(d)  The  forceps  should  be  light  in  weight  to  permit  rapid 
and  accurate  manipulation. 


80Wir-M - 3 
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(e)  They  should  be  provided  with  metal  hand  shields  of 
l^mm  lead  equivalent  for  the  absorption  of  primary  beta 
ra]^  i^resent. 

(f)  Forceps  used  to  lift  easily  damaged  sources  should  have 
a  “spring  tip”  adjusted  to  prevent  excessive  pressure. 
“Cross-action”  forceps  are  desirable  for  some  delicate 
manipulations. 

3.12.  L-bloek.  The  preparation  and  dismantling  of  ap- 

Elicators  incorporating  sources,  or  similar  operations,  shml 
e  carried  out  behind  a  protective  L-block  of  such  size  and 
thickness  as  will  adequately  shield  the  operator.  The  block 
should  have  the  foUowing  general  characteristics  (see  fig.  1) : 

(a)  The  top  diould  be  provided  with  an  inclined  Mgh- 
density  transparent  “visor,”  or  an  alternate  arrangement 
for  viewing. 

(b)  The  side  next  to  the  operator  should  have  a  protective 
pad  to  keep  his  body  at  least  30  cm  from  the  point  where  the 
source  is  handled,  or  the  block  should  be  so  placed  on  the 
working  table  as  to  accomplish  the  same  result  without  such 
pad. 

(c)  The  inside  comer  of  the  L  should  preferably  be  curved. 


Fiotras  1.  Suggested  arrangement  of  preparation  bench  with  L-block  and 
source  storage  ettdosure  recessed  in  wall. 


12 


(d)  For  the  usual  L-block  having  a  minimum  lead  ^uiv- 
alent  of  5  cm,  the  following  maximum  weekly  millicurie- 
houis  at  a  distance  of  30  cm  are  permissible:  radium,  160 
mc-hr;  cobalt-60,  100  mc-hr;  cesium-137,  360  mc-hr. 

(e)  A  lead-lined  “well”  or  its  eqmvalent  should  be  pro¬ 
vided  near  the  L-block,  so  that  the  required  radioactive 
sources  can  be  held  thereia  during  the  preparation  of  an 
applicator. 

Note:  The  maximum  weekly  permissible  dose  of  1.5  r  to  the 
unshielded  hands  determines  the  above  limits.  The  weekly  dose 
to  the  part  of  the  body  shielded  liy  the  L-block  is  less  than  one- 
third  of  ^  300-mo  maximum  permissible  dose. 

3.13.  Clatnmng  devices.  Vises,  chucks,  or  similar  arrange¬ 
ments  should  M  provided  at  the  protective  L-block  to 
facilitate  preparation  of  applicators*  preferably,  these  de¬ 
vices  ^ould  operated  by  foot  pedal  or  by  handle  removed 
as  far  as  practicable  from  the  inside  of  the  L-block.  Their 
design  and  use  should  minimize  the  possibility  of  damag^ 
the  sources  through  excessive  clamping  pressure.  This 
can  be  prevented  by  means  of  a  springdoaded  ratchet  or 
slippingAdutch  mechanism. 

3.14.  dreading  devices.  A  suitable  device  should  be 
provided  for  threading  needles  or  tubes  expeditiously,  with 
the  fingers  protected  as  much  as  possible  by  distance  and 
barriers. 

3.15.  Magnetic  handling  devices.  This  method  is  appli¬ 
cable  only  u  the  sources  are  mimetic,  i.  e.,  either  the  radio¬ 
active  material  itself  is  magnetic,  as  cobalt-60,  or  the  con¬ 
tainer  of  the  source  is  magnetic.  The  residual  magnetism  of 
these  sources  should  not  be  much  higher  than  that  of  soft 
iron,  or  else  it  may  become  difficult  to  perform  the  necessary 
operations  rapidly  and  accurately.  If  the  sources  become 
permanently  magnetized  to  such  a  de^ee  that  they  cling 
together  or  to  any  magnetic  material  with  which  they  come 
in  contact,  their  handling,  deaning,  and  storage  will  Become 
difficult. 

3.16.  Pneumatic  devices.  Vacuum  may  be  employed  to 
hold  sources.  Also,  if  a  controlled  and  definitely  umited 
impelling  pressure  is  employed  to  drive  sources  over  a  short 
distance,  certain  storage  and  handling  operations  can  be 
performed  to  advantage  and  without  undue  hazard,  pro¬ 
vided  that  ^e  sources  contain  no  radioactive  powder  or 
liqmd  and  are  not  subject  to  dusting  or  corrosion. 

The  handling  normwy  done  by  means  of  forceps  cw  be 
performed  to  advantage  by  means  of  properly  designed 
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“hand-guns”  with  pi8tol-t3rpe  grip  and  tri^er  operating  on 
suction,  provided  that  the  construction  and  operation  of  the 
“gun”  is  such  as  to  insure  that  ^e  sources  will  not  be 
damaged. 

3.17^.  Eledromeehanical  devices.  Servo-mechanisms  may 
be  u^  to  advantage  for  the  selection  and  distribution  of 
individual  sources.  Rotating  storage  containers  have  been 
constructed  that  permit  remote  selection  and  release  of 
sources. 


3.2.  Storage  Facilities 

When  not  in  use  or  in  transit,  sources  and  applicators 
incorporating  sources  shall  be  kept  in  a  protective  enclosure 
of  such  material  and  wall  thickness  as  may  be  necessary  to 
insure  that  no  person  is  exposed  to  more  than  300  mr/week. 

The  enclosure  should  be  provided  with  means  to  prevent 
unauthorized  removal  of  the  sources. 

The  protective  enclosu^'o  may  be  advantageously  located 
near  the  preparation  work  bench  to  reduce  we  exposure  of 
personnel  during  transfers  of  sources. 

The  protective  enclosure  should  be  constracted  in  such  a 
way  as  to  minimize,  as  much  as  possible,  the  exposure  of  per¬ 
sonnel  in  the  handling  of  the  sources.  Important  factors  to 
consider  are:  (a)  distribution  of  the  sources,  (b)  shielding  of 
subdivided  amounts,  and  (c)  time  required  by  personnel  to 
remove  sources  from  the  enclosure  and  return  them  to  it. 

Consideration  should  be  given  to  the  scattered  radiation. 
It  is  not  sufficient  to  place  la^e  sources  behind  a  barrier,  no 
matter  how  thick,  if  the  radiation  scattered  around  it  pre¬ 
sents  a  hazard.  Where  a  fare*'  number  of  sources  are  stored, 
a  lead-lined  safe  with  lead-filled  tra^  may  be  used  to  advan¬ 
tage.  This  permits  the  individual  sources  to  be  stored  in 
holes  in  the  lead  of  the  trays. 

Separate  compartments  should  be  provided  for  different 
types  of  sources. 

Each  compartment  should  be  marked  so  as  to  permit 
immediate  and  certain  identification  of  its  contents  from 
the  outside.  It  is  h^hly  desirable  that  tubes,  cells,  needles, 
etc.,  be  readily  identmable  from  a  considerable  distance  as 
to  their  type  and  activity.  When  sizes  and  shapes  are 
not  adequate  other  means  should  be  employed. 

The  protection  of  the  individual  compartments  and  enclo¬ 
sures  as  a  whole  should  be  such  that  a  person  standing  in 
^nt  of  the  enclosure  in  performance  of  his  duties  receives 
in  that  time  only  a  small  fraction  of  the  permissible  dose. 
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3.3.  Transportation  Facilities 

3.31.  Intmmural  transport  carriers.  TransTOrtation  of 
radioactive  sources  within  an  institution  should  be  done  only 
by  means  of  adequately  shielded  carriers.  In  general,  lead  is 
the  most  practical  shielding  material  for  carriers.  Such 
carriers  should  have  the  following  characteristics : 

(a)  The  thickness  of  the  lead  shielding  shall  be  such  that 
the  person  transporting  the  carrier  does  not  receive  more 
than  300  mr/week.  Account  should  be  taken  of  the  actual 
transport  time  and  allowance  must  also  be  made  for  other 
possible  exposiu-e  to  radiation.  Tables  8,  9,  and  10  (ap¬ 
pendix  C)  mve  the  required  thickness  for  various  conditions. 

(b)  Loading  and  unloading  should  be  possible  with 
minimum  emosure. 

(c)  Long  handles  should  be  provided  to  bring  the  source 
close  to  the  floor  in  the  normal  carrying  position.  The 
desim  of  the  carrier  should  be  such  as  to  encour^e  the  use  of 
the  handles.  The  shielding  of  the  bottom  may  be  less  than 
that  of  the  sides  and  top. 

(d)  For  the  transfer  of  laree  sources  of  shielded  container 
with  wheels  may  be  required  to  permit  the  use  of  heavier 
shielding  and  to  afford  greater  distance  between  source  and 
courier. 

(e)  Carriers  should  be  suitably  labeled. 

3.32.  Transportation  by  private  car.^  During  trans¬ 
portation  of  radioactive  sources  by  private  car  (such  as  by 
physicians  in  practice),  the  source  should  be  in  a  transport 
carrier  offering  adequate  shielding  to  all  occupants  of  the 
car. 

The  carrier  should  be  located  as  remotely  as  practicable 
from  occupants.  It  should  be  suitably  marked  with  the 
name  and  address  of  the  owner,  a  notice  that  the  contents 
may  be  dangerous  if  removed,  and  that  the  owner  should 
be  notified  if  the  carrier  is  found. 

If  it  is  necessary  to  leave  radioactive  materials  in  an 
unattended  car,  the  container  shall  be  locked  in  the  car, 
preferably  in  the  luggage  compartment. 

Any  loss  or  theft  of  radioactive  material  that  may  con¬ 
stitute  a  potential  public  hazard  should  be  reported  im- 


'  An  opinion  ot  tbe  Buroau  of  Motor  Carriers  of  tbe  Interstate  Commerce  Commission 
indicates  tbat  a  “physician,  in  transporting  in  his  personal  car  instruments  and  medicines 
usually  curied  by  such  persons  in  pursuing  their  pi^ice,  incinding  sources  of  radium  used 
tor  treatment,  woidd  not  be  a  private  carrier  of  property  under  tbe  Interstate  Oommeroe 
Act.  That  being  the  case,  the  transportation  of  radium  under  the  circumstances  deacribed 
.  .  .  would  not  be  subject  to  tbe  explosives  and  dangerous  articles  regulations.’’  Private 
communication  from  tbe  Director,  Bureau  of  Motor  Carriers  (11-10-52). 

Tunnd  and  bridge  authorities  may  regulate  or  raohlblt  tbe  transsfalpment  of  dangerous 
material  tluroogh  v^cular  tunnels  and  over  major  bridges. 
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mediatelT  to^  the  local  police^  or  public-health  authorities. 

3.33.  Pvblie  transport  containers.  The  public  transporta¬ 
tion  of  radioactive  materials  is  subject  to  federal,  state,  and 
local  r^:ulation8. 

Those  responsible  for  the  shipment  of  sources  should  be 
familiar  with  the  current  regulations  of  the  Interstate  Com¬ 
merce  Commission,  Post  Office  Department,  and  Civil 
Aeronautics  Board  (see  appendix  B,  SMpping  Rules). 

4.  Medical  Applications — Interstitial,  Intra¬ 
cavitary,  and  Surface 

In  the  medical  applications  of  radioactive  sources,  there 
are  five  operational  stages  during  which  radiation  hazards 
may  exist: 

(a)  Transfer  of  sources  from  storage  and  preparation  for 
use  on  patients. 

(b)  Transfer  from  preparation  bench  and  application  to 
patient. 

(c)  Irradiation  of  patient. 

(d)  Removal  of  sources  from  patient  and  transfer  to 
preparation  bench. 

(e)  Removal  of  sources  from  applicators,  cleaning,  and 
tracer  from  preparation  bench  to  storage  space. 

Each  of  these  st^es  and  each  type  of  source  p  3sent 
peculiar  problems.  Tnese  will  be  considered  individually. 

4.1.  Transfer  of  Sources  from  Storage  and 
Preparation  for  Use 

There  is  an  unavoidable  minimum  exposure  associated 
with  the  handling  of  radioactive  sources  and  the  dose  for  a 
wecific  procedure  depends  largely  on  the  skill  of  the  operator. 
The  beginner  should,  therefore,  be  carefully  trained  with 
dummy  applicators  until  a  high  d^ree  of  competence  has 
been  attained. 

These  general  precautions  should  be  noted : 

(a)  Excessive  use  of  over-long,  too  heavy,  or  otherwise 
cumbersome  instruments  will  frequently  increase  the  time 
of  the  operation  to  the  point  where  the  total  exposure  exceeds 
that  obtainable  with  less  physical  protection  and  correspond¬ 
ingly  less  time. 

(b)  Lead  rubber  gloves  are  particularly  objectionable  be¬ 
cause  they  provide  insignificant  protection  and  handicap  the 
operator. 
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(c)  Care  should  be  taken  not  to  let  the  worker  dispense 
with  protection  simply  because  working  without  it  seems  to 
be  the  “easy”  way.  With  training,  great  dexterity  can  be 
attained  wlme  stiU  taking  advantage  of  optimum  physical 
protection. 

(d)  All  applicators  should  be  carefully  designed  for  ease 
of  handling.  Needle  eyes  should  be  lar^e  enough  for  easy 
threading.  Thread  ends  subject  to  fraymg  should  be  pre¬ 
pared  with  beeswax  or  plastic.  Screw  tmeads  should  be 
carefully  cut  and  of  optimum  size  and  pitch  to  allow  fast, 
jam-proof  operation.  Each  t^e  of  applicator  should  have 
its  special  tool  for  the  manipulation  of  screw  caps  and  plum, 
without  the  necessity  of  holding  either  the  applicator  or  we 
cap  or  plug  in  the  hands.  ■ 

(e)  All  cavities  in  applicators  into  which  sources  are  to  be 
placed  should  be  so  designed  that  removal  of  the  source, 
even  when  stuck  by  the  accidental  entrance  of  coagulable 
body  fluids,  can  be  accomplished  easily  and  safely.  All 
steps  possible  in  the  preparation  and  assembly  of  an  appli¬ 
cator  should  be  carried  out  before  the  insertion  of  the  source. 

(f)  When  multiple  needles  and  capsules  of  the  same  ap¬ 
pearance  but  of  diJOTerent  strengths  are  used,  they  should  be 
identified  with  different  colored  threads  or  beads  at  the  time 
of  loading.  Further  identification  by  the  use  of  small  num¬ 
bered  tags,  the  numbers  being  recorded  at  the  time  of  load¬ 
ing,  at  the  time  of  insertion,  and  upon  removal  and  unloading, 
is  added  protection  against  mixing  of  the  sources  in  the 
storage  containers. 

(g)  Heat  sterilization  of  radium  or  cesium  sources  should 
be  avoided.  As  these  containers  age,  there  may  be  consid¬ 
erable  accumulation  of  gas  and  water  vapor,  the  expansion 
of  which  can  easily  rupture  thin-walled  cells.  Old  sources 
that  have  been  heat  sterilized  should  be  tested  for  leakage 
(see  section  7.5). 

(h)  Attention  should  be  paid  to  the  possible  deleterious 
effect  of  some  chemical  sterilizers. 

(i)  Areas  used  for  preparing  radioactive  applicators  should 
be  monitored  both  for  exposure  to  workers  and  for  contam¬ 
ination  from  faulty  containers.  Kadium  usage,  of  course, 
demands  particular  attention  to  the  presence  of  alpharemit- 
ting  contaminants  (see  section  9). 

4.2.  Application  of  Sources  to  the  Patient 

At  this  sti^e,  physicians  and  nurses  who  are  not  thoroughly 
experienced  m  these  techniques  are  frequently  involved,  and 
the  responsibility  of  the  ph3^ician  in  charge  is  great.  Certain 
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precautionary  rules  should  be  followed : 

(a)  Personnel  should  be  allowed  to  do  this  work  only  after 
a  period  of  training.  No  physicians  or  nurses  should  be 
engaged  in  this  work  unless  they  are  familiar  with  the  hazards 
involved  and  the  techniques  of  minimizing  them. 

(b)  All  practicable  physical  protection  should  be  given. 
Protective  barriers  may  be  mounted  on  smaU  wheeled  carts 
and  provided  with  sterile  drapes.  The  barriers  should  be 
so  designed  as  to  give  protection  in  aU  directions  where  nearby 
persons  are  usuafly  stationed  during  radiotherapeutic  proce¬ 
dures.  Frequently,  little  or  none  of  this  is  practicable  during 
some  part  of  the  procedure.  In  that  case,  distance  and  speed 
are  to  be  stressed. 

(c)  Physicians  shovM  neither  order  nor  permit  nurses  or 
other  ‘persons  to  pick  up  sources  with  their  hands.  Proper 
handling  instruments  should  be  provided  and  their  use 
strictly  enforced. 

4.3.  Precautions  While  Source  is  in  or  on  the  Patient 

4.31.  The  bed,  cubicle,  or  room  of  the  hospital  patient 
should  be  marked  with  a  tag  or  sign  stating  what  radioactive 
substance  is  being  used,  the  number  and  nature  of  the 
sources,  the  total  amount  of  material,  the  time  and  date  of 
application  and  anticipated  removal,  instructions  to  nurses, 
and  any  remarks  that  would  enable  the  source  custodian  to 
retrieve  sources.  If  the  curiage  of  the  sources  is  so  danger¬ 
ously  laige  that  occupancy  of  surrounding  areas  should  be 
restricted,  a  special  tag  should  indicate  the  danger  range  to 
discourage  persons  from  remaining  in  the  area  unnecessarily. 

4.32.  The  extent  to  which  the  patient  with  radioactive 
material  must  be  segregated  depends  upon  the  type  of  source 
and  the  total  curiage,  its  location  on  the  patient,  how  long 
it  is  to  be  on  him,  how  long  his  neighbors  stay  near  him  per 
week,  and  to  what  other  exposure  those  neighbors  (patients 
or  nurses)  are  subject.  Table  7  (appendix  C)  gives  the  dis¬ 
tances  for  various  millicurie-hours  of  radium,  cobalt-60,  and 
cesium-137  at  which  a  person  will  receive  the  maximum 
permissible  weekly  exposure  of  0.3  r. 

4.33.  Patients  with  removable  sources  in  or  upon  their 
persons  should  not  be  permitted  to  leave  the  hospital  or 
clinic. 
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4.4.  Removal  of  Sources  from  Patient  and  Transfer  to 
{Reparation  Bench 

4.41.  The  same  safety  precautions  observed  at  time  of 
insertion  should  be  observed  at  time  of  removal,  and  all 
sources  shall  be  accounted  for. 

4.42.  Precautions  should  be  taken  during  cleaning  of 
applicators  to  prevent  their  damage  or  loss  in  plumoing 
systems. 


4.5.  Removal  of  Sources  from  Applicators 

Any  dismantling  of  an  applicator  shall  be  limited  to  the 
removal  of  the  source  from  the  applicator.  The  removal  of 
the  radioactive  material  from  a  source  should  be  done  only 
by  those  persons  particularly  trained  and  equipped  to  do 
the  job. 

4.6.  Records 

In  every  hospital  or  clinic  stocking  sources  there  shall  be 
a  custodian  of  sources.  This  custodian  or  his  deputy  should 
keep  a  permanent  record  of  the  issue  and  return  of  all  sources. 
This  record  should  include: 

(a)  The  source  order  vdth  its  date,  and  date  received. 

(b)  The  patient,  hospital  and  department,  and  physician 
who  issued  the  order. 

(c)  Source  issued:  stating  type  and  identification  of 
appliance,  total  curiage,  person  to  whom  issued,  simature  of 
individual  receiving  the  material,  date  and  time  of  issue. 

(d)  Date  of  esjjected  return,  date  of  return  of  source, 
signature  of  individual  certifying  complete  return. 

The  source  custodian  should  take  periodic  inventories  of 
all  sources. 

5.  Medical  Applications — Teletherapy 

5. 1 .  Radioisotopes  as  Sources  for  Teletherapy  Apparatus 

5.11.  Possible  sources.  The  radioisotopes  in  table  3  can 
be  made  available  as  teletherapy  sources.  They  all  emit 
gamma  rays  within  an  energy  range  suitable  for  teletherapy 
and  have  a  half-life  over  70  days.  Most  teletherapy  sources 
can  be  expected  to  deliver  between  1  and  50  r/min  at  a 
distance  of  1  m.  Such  sources  wiU  have  dose  rates  of  many 
kiloroentgens  per  minute  close  to  their  surfaces  and  when 
not  in  their  housings  must  be  handled  with  remotely  con¬ 
trolled  instruments  at  great  distances  or  behind  thick  bar- 
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riere.  Apparatus  containing  such  sources  must  be  so  de¬ 
signed  as  to  be  practically  foolproof  in  operation  and  it  must 
be  improbable  for  any  accidents  to  leave  the  source  unshielded. 

5.12.  Physical  Jorm  of  the  source.  Some  of  the  isotopes 
shown  in  table  3  can  exist  as  pure  solid  metals  and  can  be 
cast,  machined,  or  pressed  before  irradiation.  The  metallic 
state  is  the  most  stable  and  easily  handled  and  therefore  the 
preferable  form  for  any  source.  Solid  sources  are  likely  to 
consist  of  multiple  wafers,  pellets,  or  cylinders,  which  must 
be  fitted  into  a  container.  Neutron  and  chemical  corrosion 
can  cause  a  dusting  problem  and  the  containers  must  be 
designed  to  prevent  the  release  of  radioactive  dusts. 

Some  sources  can  exist  only  as  powdered  salts,  e.  g., 
europium  oxide,  the  specific  activity  of  which  is  very  hi^. 
Before  irradiation  such  salts  can  be  mixed  with  aluminum 
powder  ard  pressed  into  metallic  discs  to  reduce  the  hazard 
of  working  with  powdered  sources.  Some  materials,  such 
as  cesium  sulfate,  nave  too  low  a  specific  activity  to  be  mixed 
with  aluminum  but  can  be  pressed  to  high  density  within 
their  containers  to  reduce  the  hazards  of  the  powdered  form. 
Such  containers  should  be  doubly  protected  against  leakage. 
Some  isotopes  might  conceivably  be  used  in  a  loose  po  a  dered 
form,  or  could  be  produced  in  a  liquid  form.  Containers  for 
loose  powders  or  liquids  must  be  specially  designed  to  prevent 
accidental  release  of  the  material. 

5.13.  Preparaiion  of  pure  metaUir  sources.  Certain  sources 
e.  g.,  cobalt-60  and  mdium-192,  can  be  prepared  as  metals 
or  metallic  alloys  of  high  purity.  Such  sources  shall  be  sealed 
in  air-tight  capsules  of  stainless  steel  or  other  suitable  mate¬ 
rial.  One  recommended  design  and  method  of  sealing  is 
shown  in  figime  2. 

5.14.  Testing  of  metallic  sources  before  use.  After  the 
isotope  is  load^  into  its  permanent  capsule,  the  capsule  shall 
be  scrubbed  clean  of  contaminating  radioactivity.  It  shall 
F.ot  be  released  by  the  manufacturer  until  a  reasonable  test 
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revQ^s  no  sieniJficant  contamination.  A  recommended  test 
is  to  scnib  the  dry  capsule  with  a  dry  filter-paper  sponge 
and  to  count  the  activity  on  the  paper  under  standardized 
geometry. 

5.15.  Preparation  of  powdered  sources.  Radioactive  iso¬ 
topes  of  certain  elements  such  as  cesium,  europium,  and 
radium  are  not  made  in  pure  metallic  form.  Usually  the 
oxides  or  sulfates  are  used.  It  is  desirable  to  use  a  compound 
that  yields  the  highest  volume  specific  activity  but  it  is 
necessary  that  such  characteristics  as  deliquescence,  de¬ 
composition,  and  gas  production  in  a  high  gamma  radiation 
flux  be  taken  into  consideration. 

5.16.  Source  capsules.  Isotopes  used  in  teletherapy  shall 
not  be  sealed  in  ^ass  or  other  Weakable  containers.  Quan¬ 
tities  of  a  few  curies  can  be  sealed  in  airtight  source  holders  as 
suggested  in  figure  2.  Large  sources  have  very  high  internal 
gamma  intensities  and  are  subject  to  decomposition  of 
salts  and  minor  contaminants,  appreciable  heat  generation, 
and  the  potential  production  of  gases,  with  a  build-up  of 

Eressure  within  tl'.e  source  container.  Such  sources  should 
e  sealed  in  a  soiurce  container  and  the  re-sealed  in  a  second 
safety  capsule  containing  an  air  pocket  as  su^ested  in 
figure  3. 

A  standard  soiu%e  capsule  for  high  curiage  tdetherapy  has 
been  devdoped  and  accepted  by  the  Canadian  and  tJ.  S. 
producers  of  cobalt-60  as  well  as  by  the  manufacturers  of 
teletherapy  equipment.  Ite  design  is  shown  in  figure  4. 
Detailed  information  is  available  umm  the  Medical  Division, 
Oak  Ridge  Institute  of  Nudear  Studies,  Oak  Ridge,  Ten¬ 
nessee. 
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Fiocbb  4.  Standardized  zouree  eapetUe. 


5.17.  Testing  of  powdered  sources  before  use.  The  manu¬ 
facturer  shall  decontaminate  and  test  the  primary  powdered- 
source  container.  The  outside  of  the  secondary  container 
shall  be  free  from  significant  contamination. 

5.2.  Design  of  the  Teletherapy  Apparatus 

Teletherapy  apparatus  may  be  divided  into  tt«^  types: 
siogle-souroe  and  multiple-source  equipments  [2]. 

5.21.  Single-source  units.  Single-source  ur’ts  consist 
of  at  least  three  parts:  a  completely  shielded  ho>  s-ing  ade¬ 
quate  for  the  soiu-ce  in  the  '*off”  position,  a  collimating 
aperture,  and  a  device  to  turn  the  beam  “on”  and  “off”.  The 
housing  may  be  of  cast  metal  or  of  machined  or  sintered 
metals.  There  will  be,  of  necessity,  ports  in  the  shield  to 
allow  for  loading  and  openi^  devices. 

5.22.  MuliipUsource  units.  Multiple-source  units  may 
be  of  many  diverse  designs.  Where  sources  exist  as  separate 
imts,  eaot  should  meet  the  protection  requirements  of  a 
single-source  unit,  except  that  the  protection  requirements 
for  the  entire  apparatus  shall  in  no  case  be  less  than  those 
reconunended  for  a  single-source  unit. 

5.23.  Protection  requirements  for  the  housing.  The  housing 
and  collimating  devices  shall  be  so  constructed  that  at  1  m  in 
any  direction  from  the  source  in  the  “off”  position,  the 
maximum  and  averse  dose-rates  do  not  exceed  10  mr/hr 
and  2  mr/hr,  respectively. 

In  order  to  reduce  the  integral  dose  to  the  patient,  the 
leakage  radiation  in  the  “on”  position  should  not  exceed  1 
percent  of  the  useful  beam  both  measured  at  1  m  from  the 
source.  A  reduction  of  the  leakage  radiation  to  0.1  percent 
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or  lower  will  result  in  a  more  economical  secondary  protective 
barrier. 

5.24.  Protection  retirements  for  the  eoUinuUing  device. 
Adjustable  beam-denning  diaphragms  shall  allow  trans¬ 
mission  of  not  more  than  5  percent  of  the  useful-beam 
dose-rate  outside  of  the  useful  beam. 

5.25.  Filters.  Filters  to  harden  the  radiation  are  iisuaUy 
unnecessary  in  most  teletherapy  machines.  In  the  case  of 
some  radioisotopes,  for  example  europium-152-154,  where 
filtration  of  soft  ganuna  rays  is  necesipry,  the  filter  shall  be  a 
permanently  afiixed  part  of  the  housing. 

5.26.  Positioning  of  the  source  in  the  housing.  The  rela¬ 
tionship  of  the  source  and  the  collimating  opening  ^all  be 
such  that  in  the  “off”  position  of  the  beam  the  moving  part 
shall  always  return  to  a  position  of  shielding  as  defined  in 
section  5.23.  In  the  “on”  position  the  moving  part  shall 
always  come  to  rest  with  the  source  and  the  beam  collimat¬ 
ing  device  accurately  aligned.  If  a  liquid  “on-off”  device  is 
used,  the  liquid  container  shall  be  filled  and  emptied  with 
less  than  a  5-percent  change  in  dose  rate  in  the  “on”  position. 
If  the  liquid  is  mercury;  periodic  tests  should  be  made  for 
leakage  of  mercury  vapors,  since  they  are  toxic  [3]  and  also 
may  affect  the  film  badg^  used  in  monitoring  personnel. 

5.27.  Beam  control.  The  beam-control  mechanism  shall 
be  of  a  positive  design  capable  of  acting  in  any  position  of 
the  housing  and  shall  shut  off  automatically.  In  addition 
to  the  automatic  closing  device,  the  apparatus  shall  be  so 
designed  that  it  can  be  manually  turned  off  with  a  minimum 
risk  of  exposure.  The  moving  parts  shall  be  so  designed  that 
it  is  highly  improbable  for  projections,  breakages,  loose 
screws,  dirt,  or  failure  of  any  part  to  impede  the  closing  of 
the  source.  There  shall  be  at  the  housing  and  on  the  con¬ 
trol  panel  a  warning  device  that  plainly  mdicates  whether 
the  apparatus  is  “on”  or  “off.”  The  controls  shall  be  pro¬ 
vided  with  a  timer  that  automatically  terminates  the  expo- 
sime  after  a  preset  time. 

5.28.  Precautions  in  the  *'onroff’  beam-control  mechanism. 
Whatever  the  “on-off”  shutter  mechanism  (solid,  liquid, 
slide,  wheels,  or  diutters),  the  closing  device  shall  be  so  de¬ 
signed  as  to  return  automatically  to  the  “off”  position  in 
the  event  of  any  breakdown  or  interruption  of  the  activating 
force  and  shall  stay  in  the  “off”  position  when  the  force 
goes  on  again  until  activated  from  control.  The  beam  con¬ 
trol  shall  be  provided  with  a  locking  device  to  prevent 
unauthorized  use. 
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5.S.  Deslia  oi  the  Telethenipy  Room 

In  general,  the  requirements  of  teletherapy  rooms  are  the 
same  as  those  mven  in  NBS  Handbook  41,  section  12,  “Ther¬ 
apeutic  X-ray  InstaQations  Energised  by  Potentials  of  251 
to  2,000  Eolovolts.”  The  protection  design  for  teletherapy 
rooms  follows  the  same  principles  as  stated  in  NBS  Hand¬ 
book  SO,  “X-ray  Protection  Design.” 

5.31.  OenereU  atruetwal  requiremerda.  Lead  barriers  shall 
be  mounted  in  such  a  manner  that  they  will  not  creep  be¬ 
cause  of  their  own  weight  mid  shall  be  protected  against 
mechanical  damage.  Movable  barriers  should  not  be 
depended  upon  except  for  emergency  procedures. 

Protection  for  the  useful  beam  shall  be  computed  without 
a  patient  in  the  beam.  In  general  it  is  more  economic^  to 
place  the  observation  window  so  that  the  useful  beam  can¬ 
not  be  directed  at  it  and  to  provide  a  maze  rather  than  a 
heavy  lead  or  steel  door  for  access  to  the  radiation  room. 

5.32.  Primary  proteetwe  barriers.  Primary  protective 
barriers  shall  be  provided  for  any  area  that  the  useful  beam 
may  strike  with  the  lai^est  possible  diaphragm  opening. 
These  barriers  shall  extend  at  least  6  in.  beyond  the  useful 
bemn  for  any  possible  orientation.  The  actual  protection 
requirements  wm  depend  upon  the  type  and  curiage  of  the 
source  and  the  weekly  irramation  hours.  The  barrier  shall 
be  of  such  that  no  person  outside  the  radiation  room 
can  receive  more  than  300  mr/week  (see  tables  4  and  6,  appen¬ 
dix  C). 

In  the  case  of  most  isotopes,  the  radiation  is  not  a  con¬ 
tinuous  spectrum  but  is  from  either  single  or  multiple  mono- 
enermtic  gamma  energies.  The  protection  requirements 
will  TO  li  dgher  for  a  monoduxrmatic  gamma  energy  than  for 
a  simflar  peak  energy  from  an  X-ray  generator. 

The  controls  ^ould  be  in  a  separate  room  or  behind 
permanent  structures.  All  access  doors  to  the  treatment 
room  and  other  hazardous  areas  shall  be  provided  with 
dectrical  interlocks;  wamir^  lights,  bells,  or  other  devices 
should  also  be  presided. 

6.33.  Secondary  proteetwe  barriers.  Secondary  protective 
barriers  shall  be  provided  for  all  areas  ernrosed  to  leakage 
and  scattered  radiation.  See  tables  5  and  6  (appendix  C) 
for  thicknesses  required. 
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5.4.  Operating  Procedures 

Only  the  ratieiit  should  be  allowed  in  the  treatment  room 
during  irradiation.  At  all  other  times  the  treatment  room 
should  not  be  occupied  except  as  required  for  setting  up 
and  removing  patients. 

6.  Nmunedlcal  Applications 

6.1.  General 

6.11.  This  section  deals  with  all  nonmedical  applicatioitt 
within  the  scope  of  this  Handbook.  Specific  consideration  is 
given  here  to  the  uses  of  sources  in  instrument  calibration, 
research,  and  civil-defense  exercises. 

6.12.  In  the  event  that  a  situation  beyond  the  reasonable 
contem^ation  of  these  recommendations  is  believed  to  exist, 
any  deviation  shall  be  allowed  only  u^n  authorization  by  the 
ramological  safety  officer  after  a  thorough  survey  of  the 
conditions. 

6.13.  Labels  stating  type  of  activity,  amount,  and  dan^r 
range,  shielded  and  unshidded,  should  be  attached  to  the 
source  shield.  Lettering  should  be  easily  read  at  the  danger 
range. 

6.2.  Calibration  Sources 

6.21.  Calibration  sources  having  dose  rates  less  than  10 
mr/hr  at  the  surface  do  not  sm^y  represent  radiation 
hazards.  However,  precautions  agamst  escape  of  free  radio¬ 
active  materials  from  the  source  shall  apply.  Sources  that 
singly  do  not  represent  radiation  hazards  may  produce  such  a 
hazara  when  more  than  one  are  located  in  the  same  vicinity, 
as  in  the  case  of  bulk  storage. 

6.22.  Low-level  sources  intended  for  hand  manipulation 
during  the  calibration  of  monitming  instruments  shaU  have  a 
surface  dose  rate  less  than  30  mr/hr  assuming  not  more  than 
lO-hr  exposure  pw  week. 

6.23.  Calibration  sources  permanently  mounted  within  an 
instrument  shall  not  produce  more  than  30  mr/^  at  any 
surface  of  the  instrument  readily  accessible  during  either 
normal  operation  or  the  performance  of  routine  m^tenance. 
The  presence  of  such  sources  shall  be  clearly  indicated  by  a 
suitaole  permanent  l^:end  on  the  face  of  the  instrument 
stating  the  isotope  and  its  curiage.  The  source  shall  be 
readily  distinguishable  upon  rfisTnantling  the  instrument. 

6.24.  Remote-hmidling  equipment  shall  be  used  with 
sources  exceeding  30  mr/hr  at  the  surface.  Movement  of 
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sources  from  shielded  position  to  calibration  position  should 
be  accomplished  ^  mechanical  linkage  or  other  remote- 
control  metho<k.  Hoveyer,  in  the  case  of  radium  and  other 
powder  sources,  only  those  methods  of  transfer  are  recom¬ 
mended  that  do  not  subject  the  source  to  repeated  shocks  or 
vibration,  and  that  provide  positive  automatic  saf^uards 
against  ^e  possibility  of  dam^e  to  the  source  and  spread  of 
contamination  due  to  malfunction  of  the  system.  A  signal 
[diaU  be  provide  to  show  when  the  source  is  in  calibration 
position.  The  area  within  the  danger  range  should  be  made 
maccessible.  Mere  warning  signs  or  signals  shall  not  be 
considered  sufficient  unless  the  area  is  under  surveillance. 

6.3.  Researcli  Applications 

6.31.  Sources  shall  be  subject  to  the  provisions  of  sections 
6.1  and  6.2  ezc^t  as  otherwise  permitted  by  the  radio¬ 
logical  safety  officer.  Any  such  modifications  shall  not 
increase  the  exposure  of  persons  beyond  the  permissible 
level. 

6.32.  It  shall  not  be  considered  sufficient  to  calculate 
dose  rates  and  danger  range  for  multicurie  sources  from  con¬ 
sideration  only  of  the  amount  of  activity  present.  For  such 
sources  an  actual  survey  of  the  radiation  levels  should  be 
made.  Consideration  must  be  given  both  to  primary  and 
scattered  radiation. 

6.33.  Teletherapy  apparatus  used  for  research  shall  be 
subject  to  the  same  design  criteria  and  operational  pre¬ 
cautions  as  ^ose  recommended  in  section  5  for  medical 
teletherapy  apparatus  except  that  considerations  given  to  the 
protection  of  the  patient  against  accidental  overexposure 
shaU  not  apply  where  animals,  plants,  and  other  esmeri- 
mental  materius  are  being  irr^iated.  Precautions,  how¬ 
ever,  should  be  taken  by  means  of  a  door  lock  or  alternative 
means  to  prevent  imauthorized  persons  from  entering  a 
teletherapy  room  while  the  beam  is  in  the  “on”  position. 
Interloclffl  need  not  be  electrically  operated. 

6.4.  Civil  Defense 

6.41.  Civil  defense  uses  present  two  special  problems  in 
field  operations:  (1)  extremely  rough  usage,  and  (2)  possible 
use  by  untrained  personnel. 

6.42.  Such  sources  must  be  encapsulated  in  containers 
esp^ally  designed  for  protection  against  rupture  when 
subjected  to  rough  usage.  Class  containers  wall  not  be 
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used.  The  curiage  of  any  source  must  be  the  minimum 
required  for  the  purpose. 

6.43.  Permanent  marking  shall  be  provided  and  shall 
give,  in  addition  to  type  and  amount  of  activity  and  danger 
range,  information  concerning  radiation  hazards  and  dangers 
attwdant  upon  rupture  of  the  source  containers. 

7.  Protection  Surveys  and  Personnel 
Monitoring 

7.1.  Protection  Surveys 

7.11.  An  initial  survey  should  be  made  of  any  facility  to 
be  used  for  the  handling  or  storage  of  radioactive  sources 
covered  by  this  Handbook.  This  survey  should  include  all 
stoi^e  containers,  transport  carriers,  shields,  and  teletherapy 
equipment.  The  survey  should  be  made  by  or  under  the 
supervision  of  a  qualified  expert,  who  shall  submit  a  suitable 
written  report. 

7.12.  If  any  chaises  are  made  in  the  layout  or  shielding, 
or  if  there  is  a  possibility  of  a  fault  developing  through  cold 
flow  in  metallic  shieldii^  or  through  wear,  the  survey  should 
be  repeated  at  appropnate  intervals.  Such  surveys  should 
be  the  basis  of  limiting  time  of  occupancy  of  certain  areas, 
or  performance  of  certain  duties,  if  necessary.  Any  limita¬ 
tion  should  be  embodied  in  the  procedures  (section  8.2  (c)). 

7.13.  For  conditions  where  the  dose  rate  is  expected  to  be 
low,  films  may  be  used  in  making  an  approximate  survey. 
If  indicated,  a  survey  should  then  be  made  with  suitable 
instruments  (see  NBS  Handbook  51,  section  VI  [4]). 

7.14.  Ionization-chamber  measurements  are  r^uired  only 
if  a  prior  scmining  with  a  suitably  calibrated  Geiger-Mueller 
or  scintillation  type  of  instrument  indicates  occupied  regions 
to  have  a  radiation  level  of  more  than  one-fifth  of  the  per¬ 
missible  dose  rate. 

7.2.  Storage  Containers 

7.21.  The  survey  of  storage  facilities  should  be  made  with 
all  the  usual  sources  in  the  safe  and  with  the  safe  closed. 
The  danger  ran^e  should  be  determined  in  all  occupied  space 
and  indicated,  if  necessary,  with  warning  signs.  A  survey 
should  also  be  made  with  the  safe  open,  as  when  sources  are 
being  inserted  or  removed,  to  determine  the  degree  of  hazard 

u  NBS  Handbook  SI  (4]  oOTora  tbb  aub)ect  in  detail.  Only  special  problems  related  to 
the  use  of  radinm.  oobaltdO,  and  osstmn-187  are  oonsid«ed  here. 
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inyolved  in  such  operations.  Such  a  survey  may  be  made 
by  lining  personnd  monitoring  devices  or  other  suitable 
instrumente. 

7.3.  Tdetfaerapy 

7.31.  No  teletherapy  installation  should  be  used  routinely 
until  its  safety  has  been  established  by  a  protection  surv^. 
Thin  survey  should  be  made  with  the  beam  in  the  “on” 
position  to  determine  that  it  complies  with  the  requirements 
of  a  protective  source  housing  (see  section  5.23).  Operation 
procedures  based  on  such  a  survey  should  be  established  for 
all  personnel  concerned. 

7.32.  A  survey  should  also  be  made  of  all  regions  adjacent 
to  the  radiation  room  with  the  beam  on.  A  patient  or 
phantom  should  be  in  place  when  scattered  radiation  is 
measured.  Such  measurements  should  be  for  typical  useful- 
beam  directions  to  determine  the  dose  to  personnel  under 
actual  conditions  of  operation.  The  report  should  include 
restrictions  of  operation  or  occupancy  if  indicated  by  the 
measurements. 

7.33.  Pinhole  leaks  shall  be  considered  in  terms  of  the 
possibility  of  a  hazard  to  operator  or  patient  rather  than  in 
terms  of  the  specified  exposure  rates. 

7.4.  Warning  Signs 

7.41.  Any  restrictions  in  occwancy  should  be  indicated 
by  appropriate  warning  signs.  The  sign  should  be  removed 
when  the  hazard  is  eliminated. 

7.5.  Radium  Leakage 

7.51.  All  radium  sources  should  be  tested  for  contamina¬ 
tion  upon  receipt,  if  facilities  are  available.  Sources  certified 
by  the  National  Bureau  of  Standards  are  so  tested  at  the 
time  of  certification.  If  there  is  reason  to  believe  that  a 
source  has  been  damaged,  it  shall  be  tested  for  leakage.  If 
fac^ties  are  not  avaOable  locally,  it  shall  be  sent  to  a  qualified 
laborato^  for  test.** 

7.52.  To  test  for  leakage,  a  Geiger-Mueller  or  scintillation 
counter  or  an  alpha  survey  instrument  is  required.  Each 
radium  source  to  he  tested  can  be  placed  close  to  or  wrapped 
in  an  absorbent  material  such  as  cotton  or  filter  paper  and 
left  for  at  least  a  day,  preferably  in  a  small  sealed  container. 
The  absorbent  material  should  then  be  checked  for  contam- 


u  Tbe  Natkmal  Bnraui  of  Standards  does  not  accept  radiation  sources  for  such  tests. 
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ination  with  a  suitable  instrument.  The  presence  of  con¬ 
tamination  indicates  a  leak.  If  radium  le^age  is  gross  or 
has  existed  for  some  time,  merely  wiping  the  source  and 
testing  the  wipe  should  show  contamination.  This  is  also 
true  for  cobalt^O  and  cesium-lS?  sources. 

7.53.  Sources  that  leak  ^all  be  placed  in  sealed  containers 
and  can  be  sent  to  a  qutJified  laboratory  for  repair  and 
measurement.  Containers  and  carriers,  as  weU  as  any 
other  equipment  that  has  had  contact  with  the  leaking 
source,  shall  be  decontaminated  (see  NBS  Handbook  48 
[5],  section  IV)  under  the  direction  of  a  qualified  expert. 

7.6.  Personnel  Monitoring 

7.61.  Personnel  monitoring  should  be  employed  where  the 
radiation  safety  depends  upon  proper  operating  procedures. 
A  film  badge,  pocket  dosimeter,  or  pocket  chamber  may  be 
used.  Various  types  of  wrist  badges,  or  rings  incorporating 
either  films  or  ionization  chambers,  are  available  for  moni¬ 
toring  local  exposure  to  the  hands.  If  a  particular  operation 
is  routine  or  repetitive  and  the  hazard  is  slight,  the  local 
exposure  may  be  established  initiaUy  without  the  necessity 
of  wearing  such  devices  continuously. 

8.  Working  Ckinditions 

8.1.  General 

8.11.  Before  a  person  is  allowed  to  handle  radioactive 
sources  he  shall  be  informed  of  the  hazards  involved  and 
how  to  guard  against  them.  Such  an  employee  should  be 
required  to  read  the  sections  of  this  Handbook  pertaining 
to  bis  work  and  any  special  local  safety  rules. 

8.2.  Radiological  Safety  Officer 

8.21.  b  every  hospital,  clinic,  or  laboratory  handling 
radioactive  sources,  there  shall  be  a  radiological  safeW 
officer.  The  radiological  safety  officer  shall  be  responsibie 
for  the  establMiment  of  satisfactory  working  conditions 
accordii^  to  current  standards  including  those  established 
in  this  I&idbook. 

8.22.  The  specific  duties  of  the  radiological  safety  officer 
or  his  deputy  should  be  to: 

(a)  Assure  that  every  worker  selected  to  handle  radio¬ 
active  materials  has  suitable  physical  and  mental  require- 
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ments  to  qualify  him  for  the  work  to  be  performed. 

(b)  Be  responaible  for  the  instructioD  of  new  personnel  in 
safe  working  practices  and  in  the  nature  of  injuries  resulting 
from  overexposure  to  radiation. 

(c)  Establish  and  maintain  operational  procedures  so 
that  the  radiation  exposure  of  ea^  worker  is  kept  as  far 
below  the  maximum  permissible  as  is  practicable. 

(d)  Assure  that  under  normal  conmtions  no  one  except 
patients  receives  more  than  the  maximum  permissible  dose 
per  week. 

(e)  Investigate  each  case  of  excessive  or  abnormal  expo¬ 
sure  to  determine  the  cause  and  take  steps  to  prevent  its 
recurrence. 

(f)  Assure  that  personnel  monitoring  devices  are  used 
where  indicated  and  keep  permanent  records  of  the  results 
of  such  monitoring. 

(g)  Assure  that  suitable  warning  signs  are  in  place  when 
and^ where  required. 

(h)  Keep  records  of  all  sources  including  their  locations. 

(i)  Conduct  periodic  radiation  surveys  where  indicated 
(see  section  7)  and  keep  ret  .^rcls  of  such  surveys,  including 
description  of  corrective  measures. 

(j)  Assure  that  aU  shielcts,  ointainers,  and  handling  equip¬ 
ment  are  maintained  in  satisfactoiy  condition. 

8.23.  Any  region  that  is  easily  accessible  and  that  cannot 
be  continuously  occupied  without  exceeding  the  maximum 
permissible  dose  should  be  ^sted  to  warn  aU  concerned  that 
this  is  a  dangerous  area.  This  specifically  applies  to  re^ons 
where  sources  are  stored  or  handled,  and  areas  where  patients 
are  being  treated.  The  combination  of  the  permissible 
working  distance  from  the  source  and  the  exposure  can  be 
detemuned  from  tables  8,  9,  and  10  in  appendix  C. 

8.3.  Physical  Examinations 

8.31.  If  shielding  facilities  and  working  conditions,  as 
outlined  in  this  Handbook,  are  maintained,  radiation 
exposures  should  be  w^  below  those  that  should  be  ex¬ 
pected  to  produce  any  measurable  physiological  effect. 

8.32.  No  special  examinations  other  than  those  consid¬ 
ered  good  medical  or  industrial  practice  should  be  required. 
Preemployment  physical  examination  is  always  advisable  in 
order  to  reveal  any  physical  conditions  that  later  may  be 
attributed  to  radiation  exposure.  The  preemployment 
examination  should  include:  (a)  medical  history,  (d)  radia¬ 
tion  exposure  histoiy,  (c)  physical  examination,  and  (d)  blood 
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count.  If  there  is  any  possibility  of  accidental  heavy  expo¬ 
sure  to  any  person,  a  normal  blood-count  series  for  any  su<^ 
individual  would  be  useful  as  a  later  reference  to  indicate 
radiation  dan^e  or  absence  of  sig^cant  radiation  damage. 

8.33.  Individuals  with  faulty  vision  that  cannot  be  cor* 
rected  properly  vrith  passes  should  not  be  employed. 

8.4.  Vacations 

8.41.  Vacations  should  not  be  considered  protection 
against  exposure  to  radiation. 

9.  Accidents  Entailing  Radiation  Hazards 
9.1.  Introduction 

9.11.  The  escape  of  radium  or  other  isotopes  horn  sealed 
containers  has  occurred.  Such  accidents  have  created 
health  hazards,  and  the  cost  of  decontamination  after 
such  accidents  has  been  extremely  high.  The  causes  of  such 
accidents  are  often  obscure.  Constant  vigilance  is  required 
to  guard  against  spillage  of  radium  and  other  isotopes,  and 
also  against  loss  of  the  sources. 

9.12.  The  hazards  suiting  from  contamination  of  humans 
and  the  entry  of  radioactive  substances  into  the  bodv  vary 
greatly  with  various  isotopes,  depending  on  their  physicm 
and  diemical  properties  and  forms.  Because  the  metabolism 
of  these  isotopes  in  humans  is  often  not  well  understood, 
rather  detailed  study  procedures  are  described  in  order  to 
provide  further  helpful  information  for  any  accident  that 
may  occur  as  well  as  to  protect  exposed  individuals. 

93,  Spillage 

9.21.  If  there  is  reason  to  suspect  that  a  disruption  of 
a  sealed  source  containing  an  isotope  has  occur^,  the 
foUowii^  emergency  measures  shall  be  taken  at  once: 

(a)  m  immediate  attempt  shall  be  made  to  clean  up  the 
spill. 

(b)  All  windows  shall  be  closed,  fans  and  air-conditioners 
shall  be  shut  off,  and  everyone  shall  leave  the  room. 

(c)  All  doors  shall  be  dosed  and  locked. 

(d)  If  powdered  or  gaseous  sources  are  involved,  the 
door  and  all  other  op^ungs  leading  into  the  room  shall  be 
sealed  with  wide  masking  tape  or  adhesive  tape  and  heavy 
wrapping  paper. 
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(e)  Evory  peiMn  who  might  have  been  contaminated  shall 
be  tested  for  radioactivity,  i^,  if  contaminated,  shall  remove 
hk  clothes  and  be  decontaminated.  If  no  means  are  available 
for  testing,  it  ^aU  be  assumed  that  the  person  is 
contaminated. 

rf)  Entrance  to  the  contaminated  area  shall  be  prohibited. 

(g)  A  consultant  ezp^enced  in  radiation  hazards  should 
be  cidled  in  and  his  advice  followed. 

(h)  In  radiiun  accidents,  portable  alpha  meters  shall  be 
obtained  so  that  adequate  decontamination  can  be  carried 
out. 

(i)  Special  problems  associated  with  the  spillage  of 
liquid  sources  are  covo^d  in  NBS  Handbook  48  [5]. 

9.22.  Under  no  circumstances  shall  any  untrainra  person 
attempt  to  examine  or  dean  up  any  spilled  radioactive 
material.  (The  deanup  technique  ^ould  be  planned  with 
the  same  care  as  is  used  in  quantitative  chemicd  analysis  or 
m  bacteriolomcal  handling  of  extremely  virulent  omanisms.) 
Fans  or  ventuating  apparatus  should  not  be  turned  on  in  an 
attempt  to  blow  away  the  isotope  or  its  decay  products. 
Such  a  maneuver  wul  only  disseminate  the  radioactive 
material  throughout  the  area.  If  the  isotope  is  blown  out 
of  a  building,  air  currents  may  car^  the  findy  divided 
material  into  nearby  windows  or  air-intake  ducts.  Proper 
precautions  takm  immediatdy  will  protect  human  life  and 
minimize  finandal  losses. 

9.3.  Emergqncy  Care  for  Possibly  CEontaminated 
Pmons 

9.31.  All  suspected  persons  should  be  surveyed  for  radio¬ 
active  contamination. 

9.32.  If  no  monitoring  instrument  is  available,  all  pos¬ 
sibly  exposed  persons  should  be  r^arded  as  contaminated. 
Wipes  from  various  parts  of  the  bodies  of  these  persons  and 
then  clothing  ^ould  be  made  with  some  t3q)e  of  disposable 
tissue,  filter  paper,  or  blotting  paper,  and  the  samples  placed 
in  separate  labded  envelopes  tor  future  study. 

9.33.  Contaminated  persons  should  remove  all  dothing 
carefully  and  place  it  in  some  type  of  disposable  container  or 
bag.  If  this  is  not  available,  dothing  should  be  put  on  paper 
to  prevent  contamination  of  floor  and  furmture.  l^s 
can  be  monitored  later  to  determine  the  possibility  of 
decontamination  or  the  need  for  disposal. 

9.34.  Contaminated  persons  should  then  be  covered  with 
some  type  of  emergency  dothing  and  taken  to  a  shower  area 
for  batlu^. 
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9.96.  Bstiiiiw  shotild  be  done  under  dwwers  and  com> 
merciaily  available  detergents  and  soaps  can  be  used. 
Several  separate  washings  should  be  penormed.  Highly 
alkaline  soaps,  abrasives,  organic  solvents,  or  cleaners  that 
tend  to  increase  permeability  of  the  skin  should  not  be  used. 
Special  emphasis  should  be  given  to  cleaning  of  fingernails, 
toenails,  nostrils,  scalp,  ears,  and  body  folds. 

9.36.  Scrub  brushes  should  be  us^,  but  care  should  be 
taken  that  the  skin  surfaces  do  not  beiwme  abraded. 

9.37.  After  the  body  is  well  washed,  the  person  should 
be  surveyed  with  a  suitable  monitoring  instrument  and  addi¬ 
tional  smears  t^en  with  disposable  tissues,  cotton-tipped 
apphcators,  or  filter  paper.  The  ear  canals  and  nostrils 
snould  be  swabbed  for  contamination.  Smear  tests  are 
especially  important  if  alpha  survey  instruments  am  not 
available.  Fresh  clothii^  would  be  put  on. 

9.38.  Small  cuts  and  other  breaks  in  the  akin  surface 
should  be  sought  for  carefully,  since  absorption  of  isotop^ 
can  occur  by  mis  route.  Suw  lesions  should  be  decontam- 
nated  after  the  above  washes  by  repeated  5-min  scrubs  after 
removal  of  scabs  and  crusts. 

9.39.  A  phydcian  should  be  called  immediately  to  carry 
out  the  following  medical  studies  on  contaminated  persons: 

(a)  Complete  medical  histo^  and  physical  examination 
with  special  emidiasis  on  previous  occupational  history  and 
possible  exposure  to  radiation  should  be  secured.  A  chest 
roentgenogram  should  be  obtained. 

(b)  Complete  blood  count,  including  hematocrit  reading, 
and  routine  urinalysis  should  be  done. 

(c)  Quantitative  collection  of  urine  should  be  made  for 
the  first  72  hr  for  assay  of  the  isotope.  Each  day’s  specimen 
^ould  be  put  in  a  separate  container.  These  specimens 
may  be  collated  in  bottles  containing  10  ml  of  dilute  nitric 
acid  (approximately  10  ud  of  concentrated  nitric  acid  per 
liter  of  water)  for  each  24-hr  specimen.  An  additional  10  ml 
of  concentrated  nitric  acid  should  be  added  to  the  specimen 
after  the  collection  is  complete. 

(d)  Feces  should  be  collected  for  the  first  72  hr  for  deter¬ 
mination  of  ra^oactivity.  Each  day’s  spedmen  should 
put  in  a  separate  contamer.  These  can  be  collected  in 
round,  1-qt  (1-liter)  ice-cream  containers. 

(e)  Breath  samples  should  be  taken  for  radon  if  the  acci¬ 
dent  involves  radium. 

(f)  Arrangement  should  be  made  for  surveys  of  the  total 
body  ganuna  vacation  with  a  sensitive  mewuring  device. 

(g)  Witibin  72  hr,  blood  should  be  taken  in  20-ml  samples 
for  determination  of  radioactivity. 
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(h)  The  specimens  of  urine,  feces,  and  blood  should  be 
refrigerated  and  kept  until  arrangements  can  be  made  for 
analysis  at  a  qualified  laboratory.  Proper  coUection  and 
stor^e  of  these  samples  will  be  of  great  value  to  the  con¬ 
taminated  persons  and  also  in  obtaining  further  data  con¬ 
cerning  the  metabolism  of  the  isotope  involved. 

9.4.  Special  Problems 

9.41.  Radium  [6].  The  chief  hazard  of  radium  is  the 
danger  of  retention  of  long-lived  alpha-emitting  isotopes  in 
the  body.  The  amount  of  retention  depends  in  part  on  the 
salt  of  radium  used.  The  insolubUity  of  radium  sulfate 
tends  to  permit  less  absorption  in  the  body  than  in  the  case 
cf  the  more  soluble  radium  chloride  and  radium  bromide. 

Treatment  for  radium  retained  within  the  body  should  be 
carried  out  as  follows: 

(a)  Gastric  lavage  with  10-percent  magnesium  sulfate 
solution  should  be  done  as  soon  as  possible. 

(b)  Daily  pujgirr-  with  saline  cathartics  will  tend  to 
promote  excretion  of  radium  from  the  gastroenteric  tract, 
and  this  type  of  cathartic  will  act  as  a  mffd  stimulant  to  bile 
production.  Since  absorbed  radium  is  excreted  to  a  large 
degree  in  the  bile,  such  therapy  may  be  of  some  value. 
Administration  of  magnesium  sulfate  is  suggested,  since  it 
will  tend  to  precipitate  soluble  radium  ions  in  the  form  of 
the  insoluble  sulfate. 

(c)  If  cuts  and  other  skin  lesions  cannot  be  adequately 
decontaminated,  suigical  excision  of  the  area  should  be 
considered. 

9.42.  Other  isotopes.  Certain  other  radioactive  isotopes 
are  now  being  used  widely  both  in  sealed  containers  for  local 
irradiation  therapy  in  millicurie  quantities  and  also  in  tele¬ 
therapy  installations  in  kilocurie  amounts. 

(a)  CobaU-60.  The  hazard  of  spillage  from  cobaIt-60  is 
relatively  small.  If  Co*®  sources  are  not  sealed  in  containers 
or  adequately  plated  with  gold  or  other  coating,  some  con¬ 
tamination  may  result  from  oxidation  or  corrosion  of  cobalt. 
No  attempt  should  be  made  to  remove  the  protective  plating 
of  Co*®  except  by  qualified  laboratories. 

The  general  procedures  to  be  followed  in  the  event  of 
spillage  nave  been  described.  Decontamination  is  best  ear¬ 
ned  out  by  the  use  of  various  complexing  agents  such  as  the 
versenra  used  with  detercents.  If  Co*®  is  introduced  through 
the  skin,  areas  of  local  inflammation  and  possibly  steiue 
abscesses  may  result.  Some  Co*®  will  be  carried  to  the  liver 
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and  kidneys  aim.  After  oral  ingestion  in  rats,  Co"  is  poorly 
absorbed  and  is  excreted  chiefly  in  the  feces.  It  is  removed 
rapidly  from  the  blood  stream  via  the  iirine  and  bile. 

(b)  CesiuntrlST.  This  isotope  is  usually  produced  as 
powdered  CS1SO4  and  then  is  utilized  in  a  sealed  container. 
The  radiation  stability  of  cesium-lS?  must  be  carefully 
evaluated,  since  certain  cesium  salts  decompose  witii  evolu¬ 
tion  of  03^en.  Therefore,  the  hazards  are  similar  to  those 
of  radium,  except  that  cesium  is  not  a  bone-seeker. 

Little  is  known  of  the  metabolism  of  Os'”.  Studies  in 
rats  [7]  show  that  ond  absorption  is  100  percent  with  45 
percent  being  deposited  in  muscle.  The  half  time  of  elimina¬ 
tion  from  muade  is  15  da^.  Cesium-137  given  parenterally 
follows  the  same  metabolic  pattern.  The  rate  of  eliioination 
is  vei^  much  greater  than  its  rate  of  radioactive  decay. 

If  Os'"  escapes  from  a  sealed  container,  decontammation 
can  be  done  with  aqueous  solutions  of  detergents  or  dilute 
nitric  acid. 

9.43.  L0S8  of  sources. 

(a)  Any  loss  of  a  source  shall  be  reported  immediately  to 
the  radiolo^cal  safety  officer. 

(b)  All  men,  dressings,  clothing,  and  equipment  shall  be 
kept  within  the  cubicle  or  room  of  a  patient  until  all  sources 
are  accounted  for. 

(c)  Each  institution  should  have  available  one  or  more 
portable  instruments  capable  of  detecting  gamma  activity  of 
less  than  1  me  at  10  ft.  Usually  instruments  of  the  iomza- 
tion-chamber  type  are  less  sensitive  but  more  rugged  than 
survey  meters  using  Geiger-Mueller  or  scintillation  counters. 
Geiger-Mueller  survey  instruments  when  used  in  fields  of 
high  radiation  intensity  may  fail  completely  to  respond  and 
thus  give  inexperience  persons  a  false  sense  of  security. 
(For  mrther  details  see  NBS  Handbook  51  [4].) 

9.5.  Decontamination 

The  following  recommendations  will  facilitate  the  cleanup 
of  a  radioactive  isotope  especially  when  it  is  in  the  form  of  a 
powder. 

(a)  A  traffic-control  program  should  be  instituted  im¬ 
mediately  to  minimize  trackage. 

(b)  The  following  equipment  should  be  assembled: 
Respirators,  coveralb,  shoe  covers,  vacuum  cleaner,  and 
steel  drums  for  refuse. 

(c)  Either  inexpensive  latex  or  plastic  overshoes  can  be 
us^.  Ordinary  brown  paper  bags  may  be  used  as  shoe 
covets  in  an  emeigency. 
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(d)  Periodic  surveys  with  appropriate  radiation  detection 
instrumoQts  should  be  performs  and  the  readings  recorded 
on  an  area  map. 

(e)  Vacuum  deanii^  diall  be  performed  before  wet  mop¬ 
ping  or  scrubbing.  By  vacuum  cleaning  first,  the  con- 
taimnation  will  be  reduced  significantly  and  less  ra^oactive 
material  will  become  lodged  m  the  fiooring.  Some  type  of 
approved  filter  for  0.2-micron  particles  shomd  be  put  on  the 
exhaust  opening  of  the  vacuum  cleaner.  For  example,  water 
vacuum  deaners  with  such  a  filter  have  been  effident.  The 
operator  should  wear  a  suitable  respirator  and  helmet. 
Central  vacuum  systems  diall  not  be  u^. 

(f)  After  dry  vacuum  dean^,  damp  mopping  with  a 
deteogent  and  didating agent  willndp  to  remove  n^oactive 
contiunination. 

9.6.  IMsposal  of  Radioactive  Materials 

9.61.  It  is  not  practicable  in  this  Handbook  to  provide 
detailed  informatmn  concerning  the  disposal  of  radioactive 
materials.  Such  information  can  be  obtained  from  current 
reports  [8,  9, 10, 11, 12]  or  from  the  supplier  of  the  particular 
source. 
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Appendix  A.  Encapsulation  of  Sources 

A.l.  General 

This  section  is  a  guide  for  the  encapsuiation  of  sources  so 
as  to  provide  assurance  against  capsule  failure.  The  haz¬ 
ards  associated  with  such  failure  are  discussed  in  section  9. 

AJ.  Capsules 

A.21.  The  choice  of  capsule  material  depends  upon  the 
t^e  of  activity,  the  ene^y  of  the  important  radiations,  and 
the  requirements  of  special  applications.  For  a  given  thick¬ 
ness,  absorption  of  gamma  radiation  is  nearly  a  direct 
fun<mon  of  the  denaty  of  the  material.  Dense  capsule 
materials  may  appreciably  decrease  the  avaUable  radiation 
and  change  it  in  character  by  filtering  out  the  less  energetic 
components. 

A.22.  The  noUe  metals  are  extensively  iised  for  medical 
source  capsules  because  of  clinical  considenition.  Although 
noble  metals  have  a  hi^  density,  they  are  not  always  as 
structurallv  desirable  as  some  base  metals  for  this  purpose. 

A.23.  Aluminum,  stainless  steels,  monel,  brass,  and  other 
base-metal  alloys  may  be  more  suitable  for  encapsulation 
of  nonmedical  sources  because  of  a  more  advantageous 
density-to-structural-strength  relationship.  The  ferrous 
metals  have  the  additional  advantage  of  lending  themselves 
to  remote  handling  by  magnetic  devices. 

A.24.  Glass  cfu»ules  should  be  avoided  whenever  possible. 
The  danger  of  nacture  is  great  and  in  the  case  of  alpha 
emitters  there  is  a  possibility  of  fafiure  through  devitainca- 
tion  and  the  development  of  crazing  cracks  due  to  long- 
continued  alpha  bombardment.  Sealing  the  ^ass  into  an 
enveloping  metal  capsule  diminishes  these  hazuds. 
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A.26.  Whenever  size  permits,  capsules  shall  be  clearly 
and  permanently  marked,  and  be  readily  identifiable  from 
a  considerable  distance  as  to  their  content.  When  sizes 
and  shapes  are  not  adequate,  other  means  of  identification 
should  be  employed,  such  as  plating,  enameling,  or  electro¬ 
lytic  etching  with  different  colors. 

A.26.  Complete  information  r^arding  construction  of 
the  capsule  and  seal  shall  be  provided  the  buyer  or  user  by 
the  manufacturer. 

A.3.  Sealing 

A.31.  All  capsules  shall  be  permanently  and  hermetically 
sealed  and  shall  be  free  of  sigimcant  contamination. 

A.32.  Seals  shall  be  complete  and  have  approximately 
the  same  strength  as  the  remainder  of  the  capsule.  Any 
type  of  seal  should  be  tested  under  a  pressure  differential 
of  several  atmospheres  before  being  specified.  Aside  ht>m 
complete  failures,  partial  failures  or  the  capsule  seals  may 
rMult  in  frying  radioactive  materials  from  those  prepara¬ 
tions  in  which  a  gas  pressure  accumulates. 

A.33.  Flame-s^ed  glass  tubes  must  be  carefully  annealed 
to  relieve  residual  stresses. 

A.4.  Additional  Considerations  for  Radium  and 
Radon  Preparations 

A.41.  Radium  and  radon  gamma-ray  sources  shall  be 
made  of  suitable  metal  of  adequate  strength,  preferably 
wi^  a  w^  thickness  of  not  less  than  0.5  mm  of  platinum 
or  its  equivalent  to  absorb  primary  beta  radiation. 

A.42.  Rtulium  salts  shall  he  thoroughly  dehydrated  before 
encapsulation.  The  decomposition  of  water  in  any  form 
by  alpha  radiation  increases  the  danger  of  capsule  ruptiure 
due  to  the  buildup  of  gas  pressure. 

A.43.  The  manufacturer  ^all  obtain  data  as  to  the  uni¬ 
formity  of  distribution  and  amoimt  of  the  activity  and 
shall  provide  tois  information  to  the  buyer  or  user  together 
with  the  identification  of  the  capsule,  of  the  metal  employed 
for  the  camule  and  its  wall  thickness,  and  of  the  type  and 
purity  of  the  radium  salt  used. 

A.44.  Whenever  feasible,  old  glass  tubes  containing  radium 
salts  should  be  reencapsulated  or  sealed  within  an  additional 
metal  envelope.  Such  preparations  should  be  recalibrated 


Appendix  B.  Shipping  Rules 

B.  1.  Interstate  Commerce  Commission  regulations.  The 
essentials  of  the  ICC  requirements  pertaini^  to  labeled  ” 
express  packages  are  as  follows: 

(a)  The  paiwage  shall  not  contain  more  than  2,000  me 
of  radium  or  2,700  me  of  Co“  and  Cs'”. 

(b)  It  shall  be  packed  and  shielded  so  that  the  surface 
dose-rate  does  not  exceed  200  mr/hr  (gamma). 

(c)  The  dose  rate  at  1  m  distance  from  the  source  shall 
not  exceed  10  mr/hr  (gamma). 

(d)  There  shall  be  no  surface  contamination. 

(e)  Boxes  shall  be  ICC  Specification  (15A  or  15B  wooden 
or  12B  fiberboard),  with  the  smallest  dimension  4  in. 

Certain  packages  are  exempt  from  labels,  but  in  general 
this  does  not  apply  to  sources  of  the  type  covered  by  this 
Handbook. 

B.  2.  Post  Office  Department  regulations.  For  all  practical 
purposes,  the  transportation  by  mail  of  sources  of  the  type 
covered  by  this  Handbook  is  prohibited  by  the  Postal 
Rra:ulations. 

B.  3.  Cwil  Aeronautics  Board  regulations.  In  addition  to 
the  general  provisions  of  the  ICC  r^ulations,  the  CAB 
requires  an  additional  label  bearing  the  following  statement 
to  be  affixed  to  each  package: 

This  is  to  certify  that  the  contents  of  this  package  are 
properly  described  by  name  and  are  packed  and  marked  and 
are  in  proper  condition  for  transportation  according  to  the 
relations  prescribed  by  the  Interstate  Commerce  Com- 
m^on  and  the  Civil  Aeronautics  Board. 

For  shipment  on  passenger-carrying  aircraft,  add  the 
following: 

This  shipment  is  within  the  limitations  prescribed  for 
pastenger-carrying  aircrajt. 

As  airlines  are  not  required  to  accept  shipments,  even 
if  they  meet  the  CAB  regulations,  some  lines  refuse  all 
shipments  of  radioactive  materials. 

»  Lsbete  reter  to  spedal  Class-D  Poison  labels,  obtainable  from  tbe  Burean  of  BxidosiTe^ 
Aseodation  of  American  Railroads,  30  Vesey  Street,  New  York  7,  N.  Y.  Omnplete  100 
Befolations  are  obtainable  from  the  same  sonroe  (emrent  price  $3.30). 
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Appendix  G.  Barrier  Deaidn  Data  and 
Computations 

C.  1.  Figures  6,  6,  and  7  give  the  transmission  of  gamma 
rajs  in  concrete,  iron,  and  lo»d. 

C.  2.  Table  2  shows  the  fraction  of  time  that  people  may 
be  in  the  vicinity  of  a  source. 

C.  3.  Table  4  has  been  computed  for  values  of  WT  equal 
to  80,000  by  the  method  outlined  in  section  2.34.  Half-vuue 
layers  are  also  listed  for  each  of  the  radiations  in  each  of 
the  absorbers. 

C.  4.  Table  5  shows  the  barrier  requirements  for  scattered 
radiation  from  teletherapy  units.  It  is  assumed  that  the 
scattered  beam  comes  from  a  small  area  not  less  than  50  cm 
from  the  target,  and  that  the  useful  beam  gives  80,000 
r/week  at  1  m. 

C.  5.  Table  6  shows  the  number  of  half-value  layers  that 
must  be  added  or  subtracted  from  tabular  values  of  tables  4 
and  5  for  other  values  of  WT.  If,  for  instance,  WT  is  40,000 
in  a  particular  design,  1  HVL  must  be  subtracted  from  the 
values  of  tables  4  and  5. 

C.  6.  Curves  of  figures  10  through  18  show  the  protection 
requirements  for  small  sources  when  people  me  exposed  for 
48  hr/week.  If,  for  instance,  a  cobalt-^  source  is  to  be 
used  at  a  distance  of  10  m  from  occupied  space  with  an 
intervening  wall  of  6  in.  of  solid  concrete  (specific  gravity 
147  Ib/ft’),  the  largest  source  that  could  s^ely  be  used  is 
one  givi^  2.1  ilim. 

C.  7.  Table  7  gives  the  relation  between  distance  and 
millicurie-houTB  for  an  exposure  of  0.3  r  from  an  unshielded 
source. 

C.  8.  Tables  8,  9,  and  10  show  lead  thicknesses  for  small 
sources  at  different  distances  and  for  different  exposure 
times. 


Submitted  for  the  National  Committee  on  Radiation 
Protection. 


Laubiston  S.  Tatzxir,  Chairman. 


WAsmNOTON,  March  31, 1954. 


40 


Tabu  1.  Radiaiiotu  emitted  hy  certain  ieolopee  * 


Itotope 

Radiation 

Range 

Type 

Energy 

Air 

Altwwiimin 

Radium  aeries: 

Ma 

em 

mm 

4.T9,  4.61 . 

3.1 

IUdoii*222 . . . 

Ounx&a... 

0.18 . 

6.40 . 

'£o 

6.0 . 

4.5 

B«U . 

0.66 . 

ao 

Oamma... 

O.MtoO.SS . 

Blarauth-214  (radium  C) . 

BeU . 

1.66,  3.15 . 

t.9 

OftmxsA 

0.42  to  2.4 . 

Alpha . 

5.6 . 

3.0 

7.68  to  10.6 . 

6.6 

Tbafllum-glO  (iadlnm 

Bffta . 

1.8 . 

3.1 

Oftiiun&... 

approx.  5 . 

. 

Lead-210  (radium  D) _ 

Beta . 

0.020 . 

.. 

0.006 

Oftmisa... 

0.007  to  0.047 . 

. 

RAiA 

1.17 . 

LO 

5.3 . 

3.6 

CobaltAO . 

Beta . 

0.31 . 

a» 

1.17,  1.33 . 

rMinm.1!l7 

Beta _ 

0.51,  1.2 . 

3L0 

Qunzna... 

0.681 . 

.... 

•  Nodear  Data,  Nattonal  Bureau  of  Standards  Circular  4BB. 


Tabu  2.  Occupancy  faetore. 

For  use  as  a  guide  in  planning  shieiding  whoe  complete  occupancy  data  are  not  sTaOable, 


Full  oooupanoy  (T-1) 


Oontrol  space,  teddences,  wards,  offioe  wvkroouu,  darkrooms,  corridors  and  waiting 
space  tauBeenougb  to  hold  desl^  rests  rooms  used  by  tbe  radMogic  stall  and  otbers 
routindy  exposed  to  radiatian,  play  areas. 


Partial  occupancy  (T— M) 


Oorrldon  in  X-ray  departments  too  narrow  for  future  desk  space,  rest  rooms  not 
used  by  rsdldoidc  persotmel,  parking  lots,  utility  rooms. 


Occasional  occupancy  (TwHs) 


Stairways,  automatic  elevators,  streets,  closets  too  small  for  future  workrooms, 
toOets  not  os^  by  radMogic  personnel. 
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Tabu  4.  Primary-proUeiite-barrier  requirementt  for  tddkerapy 
Work  load  equal  to  80,000  r/wnk  kt  1  m 


Souroe-to- 
occupied- 
space  dis¬ 
tance 

Radium 

CobalbOO 

Ceslimi-137 

Oon- 

ecete 

Sted 

Lead 

Con¬ 

crete 

Steel 

— 

LMd 

Con¬ 

crete 

Steel 

Lead 

m 

ft 

to. 

to. 

em 

to. 

to. 

em 

to. 

to. 

em 

3 

42.6 

13.4 

33.1 

38 

136 

19.3 

30 

139 

0.6 

io 

43 

13.4 

33.1 

38 

136 

19.2 

30 

1X9 

38 

4 

40 

1^0 

31.6 

36 

11.8 

18.3 

39 

9.3 

30 

16 

30 

1X2 

30.9 

38 

11.6 

17.6 

2S 

9.1 

38 

0 

38 

130 

30.4 

34.8 

11.4 

17.4 

37.8 

30 

36 

20 

36.8 

11.4 

10.3 

33 

10.8 

16.6 

26 

38 

33 

7 

38.8 

11.0 

18.6 

33 

10.4 

i&i 

26.6 

38 

7.9 

25 

34.8 

10.3 

131 

31.8 

10.3 

137 

26 

33 

7.8 

8 

34.8 

10.8 

17.9 

31 

10.2 

18.6 

26 

7.9 

7.7 

30 

33.6 

10.4 

17.3 

30.8 

9.8 

16.1 

33 

7.8 

7.8 

10 

" 

33.8 

1X2 

1&8 

20.6 

X6 

14.8 

2X6 

7.6 

7.3 

Approxl- 

inate 

HVL 

tblck- 

1U88 _ 

3.6 

0.9 

1.3 

38 

0.9 

1.3 

1.9 

368 

30 

Tabu  6.  Proteetiee  barrier  for  scattered  radiation  in  (elefherapys 


m  Shleldtiig  raqalred  to  rednoe  the  sosttered  radiatfcHi  to  0.S  r/week  for  s  work  load  of  90,000 
r/w«ek  at  1  m  and  oooapfmiv  bctor  of  1.  See  table  6  for  tbe  number  of  balf-valae  layers  to  be 
subtracted  for  otber  work  loads.  Tbe  barrier  for  leakage  radiation  will  depend  upon  the 
leakage  permitted  by  the  source  bousing. 

e  Tbew  rabies  are  only  for  estimating  purpow,  since  they  vary  cmsiderably  over  tbe  range 
of  attenuations  of  intoest. 
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Tabl*  8.  Conedioni  to  tablet  4  and  6  for  other  work  loads 


WotkVMd 

(r/wMk 

atlm) 

NOBlMrOt 

HVLtebe 

•ddador 

Kblneted 

Warklowl 
(r/weak 
»t  I  m) 

NmotMTot 
BVLtoba 
added  or 
anbtnoted 

l«0 

AOOO 

14QQ0 

BJIOOO 

-10 

-10 

-10 

-10 

§§§ 

-LO 

0 

+1.0 

Table  7.  SdaUon  betw^  dielanee  and  miUieurie-howa  for  an  expoture 
Of  OoS  r  fmn  an  unshielded  source 


Tabu  8.  ProteeHon  requirementt  for  eehaUSO  in  eentim^M  of  lend 


Ootwtt 

(rhm) 

ThlAiitan*  of  lod  nqulred  at  • 
distanoeot— 

30  em 

1  m 

2m 

iSialinA 

m 

en 

em 

ai 

0.4 

6.5 

AO 

0.3 

11.3 

7.6 

AO 

1.0 

13.4 

0.5 

7.1 

3.0 

13.4 

11.4 

0.0 

10.0 

17.7 

13.6 

11.1 

ISbr/mA 

ai 

7.0 

AO 

mm 

as 

8.0 

AO 

1.0 

11.0 

7.2 

3.0 

13.0 

0.1 

lao 

13.1 

ILl 

0  far/week 

ai 

ft.g 

1.8 

0 

0.8 

7.7 

3.0 

1.3 

1.0 

0.7 

AO 

AS 

3.0 

11.7 

7.8 

A4 

lao 

13.0 

lao 

7.8 

Tabli  10.  Proteeiion  requiremenU  for  ee»ium-lS7  in  emtimetert  of  lead 


(rhm) 

TMeknuiKt  of  lead  required  at  a 
dlstaDce  of— 

30  om 

1  in 

2m 

48  hr/week 

Ml 

Ml 

cm 

aoi 

a? 

0.7 

0 

0.08 

8.7 

1.SS 

ass 

ai 

ASA 

as 

1.6 

as 

A.0 

as 

as 

1.0 

7.0 

4.06 

ao 

Uhr/we^ 

0.01 

1.4 

0 

0 

0.03 

2.4 

0.3S 

0 

0.1 

ass 

1.S 

a  16 

as 

AO 

ass 

1.2 

1.0 

a7B 

3.66 

ass 

aoi 

0.8 

aos 

A  78 

0.1 

aos 

as 

aos 

1.0 

aos 

0 

0 

0 

0 

ao 

0 

LO 

ass 

ao 

1.7 

6hr/weA 


CONCHETE  (in4 

Fioure  5.  Trammisnon  through  concrete  {specific  gravity  147  Ib/ft*)  of 
gamma  rays  from  radium,  coball-60,  and  cesium-1  S7. 
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TRANSMISSION  (B,) 


Fioube  9.  Transmittioti  through  lead  of  90~degree-scaUered  gamma  rays 
from  radium,  cobalt-60,  and  eesium-lS7. 
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